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Lokale und integrale Ultraschallsonden für Zweiphasen- 
strömungen in der Reaktor- und Sicherheitstechnik 
Kurzfassung 
1 Einleitung 
Das vorliegende Projekt wurde im Rahmen einer Kooperationsvereinbarung zwi- 
schen dem Forschungszentrum Rossendorf (FZR) und der wissenschaftlichen Grup- 
pe von Prof. Melnikov von der Technischen Universität Nishny Novgorod (TUNN) der 
Russischen Föderation durchgeführt. Es ist Teil des Wissenschaftsunterstützungs- 
Programms / FSU der Bundesregierung im Rahmen der Beratungshilfe für den Auf- 
bau von Demokratie und sozialer Marktwirtschaft (TRANSFORM). Das wissenschaft- 
liche Ziel der Vorhabens ist die Entwicklung von teils intrusiven, teils berührungslo- 
Sen Ultraschallmessverfahren zur Charakterisierung von Zweiphasenströmungen. 
Die Messverfahren sollen für Forschungsarbeiten auf dem Gebiet der Kernenergie 
und der Sicherheitstechnik genutzt werden. Folgende neue Methoden der Instru- 
mentierung für Zweiphasenströmungen wurden entwickelt: 
Dichtesensoren, die auf der Messung der Ausbreitungsgeschwindigkeit von Ultra- 
schall in Wellenleitem beruhen, 
Ultraschall-Wellenleitersonden zur lokalen Gas- bzw. Dampfgehaltsmessung, 
Lokale Einpunktsonden, bei denen ein einzelner Wellenleiter gleichzeitig als UI- 
traschallsender und -empfänger fungiert, 
Berührungslos arbeitende Wellenleitersonden für die Durchschallung von Rohrlei- 
tungen 
Ultraschall-Gittersensoren zur Visualisierung der Zweiphasenstr6mung. 
Die hauptsächliche Innovation wird durch den Ultraschall-Gittersensot verkorpert, 
dessen Auflösung mit der von schnellen elektrischen Gitbrsensoren und ultra- 
schnellen Röntgentomographen vergleichbar ist, während das Gerät selbst sehr ro- 
bust und preiswert ist. 
Neben den unmittelbaren wissenschaftlich-technischen Ergebnissen gelang es, die 
Gruppe von Prof. Melnikov wesentlich zu unterstützen. So wurden innerhalb des Be- 
arbeitungsseitraums wurden zwei Promotionen abgeschlossen, die mit den Arbeiten 
in Verbindung stehen. Diese sind: 
Kontelev, Vladimir Valentinovitsch: Entwicklung und Untersuchung eines Ultraschall- 
Wellenleitersystems für die Visualisierung einer Zweiphasenströmung, Nishny 
Nolvgorod, Juni 1 999, 
Stoppel, Leonid Karlovitsch, Erarbeitung eines Systems für die Diagnose einer dein- 
dispersen Wasserdampf-Strömung in kemtechnischen Analgen, Nishny Novgorod, 
Juni 2000. 
Weiterhin gelang es, flankierende Fördermittel einzuwerben. Herr Stoppel erhielt ein 
DMD-Stipendium für einen 12-monatigen Arbeitsaufenthalt in Rossendorf, der von 
Oktober 1998 bis September 1999 im Vorfeld der Fertigstellung seiner Dissertation 
stattfand. Für einen dreimonatigen Studienaufenthalt von Herrn Kontelev wurde 
seitens der NATO über die Vermittlung durch DAAD ein Stipendium bewilligt. Dieser 
Aufenthalt wird vom September bis November 2000 stattfinden und die Weiterfüh- 
rung von Experimenten mit dem neuen Ultraschall-Gittersensor zum Gegenstand 
haben. 
Ein weiterer dreimonatiger Gastaufenthalt wurde für Herrn Dunzev vermittelt, der am 
IPM, einem An-Institut der Hochschule für Technik, Wirtschaft und Sozialwesen Zit- 
tauJGÖrlitz stattfinden wird, und für den es gelang, Mittel vom Sächsischen Staatsmi- 
nisterium für Wissenschaft und Kunst zu erhalten. Dabei geht es um die Anwendung 
von Wellenleiter-Sensoren zur Füllstandsmessung in Druckbehältern. 
Die Zusammenarbeit zwischen dem FZR und der Gruppe von Professor Melnikov 
haben zu weitergehenden fachlichen Kontakten geführt. Gemeinsam mit der Abtei- 
lung Magnetohydrodynamik des Instituts für Sicherheitsforschung wurde mit der 
Entwicklung von berührungslos arbeitenden Ultraschallverfahren zur Messung der 
Geschwindigkeitsverteilung in einphasigen Flüssigmetallströmungen begonnen. Es 
hat sich ein Kontakt mit dem Ingenieurbüro Robert Eschrich in Pima bei Dresden 
entwickelt, bei dem es um den Nachweis und die Massenbestimmung von Staubpar- 
tikeln in Gasströmen mit Hilfe passiver Ultraschallaufnehmer geht. 
Das Projekt hat im Sinne der Ziele des Wissenschaftsunterstützungsprogramms 1 
FSU der Bundesregierung im Rahmen der Beratungshilfe für den Aufbau von Demo- 
kratie und sozialer Marktwirtschaft (TRANSFORM) zur sozialen Absicherung der 
Wissenschaftlergruppe um Professor Melnikov beigetragen. 
2 Dichtesensor auf Basis von Wellenleitern 
Der Dichtesensor arbeitet nach dem Prinzip der Messung der Ausbreitungsge- 
schwindigkeit von Transversalwellen in einem im Messmedium eingetauchten Ultra- 
schall-Wellenleiter (Bild 1). Ein Wellenleiter wird hierzu durch einen Piezo-Umformer 
zu iongitudinalen Schwingungen angeregt. Die Welle trifft auf eine T-Verbindung, wo 
eine Mode-Transformation zu Transversalwellen erfolgt, die ein schleifenförmiges 
sensitives Element umlaufen, um danach schließlich wieder in eine Longitudinalwelle 
umgeformt zu werden. Beide Mode-Umwandlungen an der T-Verbindung führen zu 
Signalreflektionen, die vom Piezokristall aufgenommen werden. Die nachfolgende 
Signalverabitung ermitteit die Zeitdifferenz zwischen den beiden Reflektionen, die 
sich aus der Laufzeit der Transversalwelle im sensitiven Element (Wellenleiter- 
Sehteife) ergibt. 
Piezokristall Wellenleiter T-Verbindung Sensitives Element [Schleife] 
r-a 4 1 
Longitudinalwelle - 
Transversalwelle s 
Bild 1 Prinzipskizze des Dichtesensors auf Basis von Wellenleitern 
Wird das sensitive Element in das Messmediunn eingetaucht, dann verringert sich die 
Ausbreitung der Transversalwellen in der Wellenleiter-Schleife. Die Zeitdifferenz ist 
damit ein direktes Maß für die Dichte. Die Funktion des Sensors wurde durch Kali- 
brierung mit verschiedenen Flüssigkeiten nachgewiesen. 
3 lnvasive lokale Gasgehaltssensoren auf Basis von Wellenleitern 
Die lokale Wellenleitersonde besteht aus zwei parallel in das Messmedium einge- 
führte Wellenleiter (Bild 2), deren Enden sich in einem geringen Abstand gegenüber- 
stehen und die das sensitive Element (Messvolumen) darstellen. Einer der Wellen- 
leiter wird durch einen Piezo- 
Umwandler angeregt. Der Ultra- 
schall wird in das Messmedium 
emittiert und vom zweiten Wellen- 
leiter aufgenommen, wenn sich 
flüssige Phase im Messvolumen 
befindet. Bei Vorhandensein der 
Gasphase wird das Ultraschallsignal 
unterbrochen. Durch Auswertung 
der Signalunterbrechungen (s. Bild 
2, typische Signalform) wird im Fall 
einer Zweiphasenströmung der lo- 
kale volumetrische Gasanteil ermit- 
telt. 
Der Sensor wurde an der Zweipha- 
sen-Testschleife des FZR umfang- 
reichen Tests unterzogen. Dabei 
wurde in weiten Bereichen der Vo- 
lumenstromdichten von Wasser und 
Luft eine gute Übereinstimmung der 
Messwerte mit anderen Messver- 
Bild 2 Lokale Gasgehaltssonde auf Basis 
von Ultraschall-Wellenleitem 
1 - Zweiphasenströmung, 2 - Rohwand, 
3 - Wellenleiter, 4 - Piezo-Umiomsr, 5 - 
Pulsgenerator, 6 - Signaiverarbeitungs- 
einheit, 7 - typische Irnpuisform 
fahren festgestellt (Gittersensoren, 
Gamma-Durchstrahlung). Der Sensor wurde weiterhin in Kältemittel (R12) getestet. 
Hierzu wurden erfolgreich Messungen im Zugschacht der DESiRE-Anlage des IR1 
Delfi durchgeführt. 
Für die lokale Wellenleitersonde wurde weiterhin eine neuartige Signalauswsrtungs- 
methode entwickelt, die die Messung von Gasgahalten und Btasendurchmcssm in 
sehr feindispersen Zweiphasenströmungen ermöglicht. Die Methode wurde an der 
mit einem Generator für kleine Blasen (C 1 mm) ausgectatt&en festschleife erprobt. 
Die Wechselwirkung der Sonde mit Gasblasen wurde mit Hilfe einer Hochgeschwin- 
digkeits-Videokamera studiert. Die Signale wurden mit den Messergebnissen eines 
Laser-Doppler-Anemometers und eines Phasen-Doppler-Partikelanalysators vergli- 
chen. 
Für die Messung von Gasanteilen mit der lokalen Wellenleitersonde stehen folglich 
zwei Signalverarbeitungsmethoden zur Verfügung: Bei Blasen, deren Abmessungen 
die der Sondenspitze übersteigen, werden die einzelnen Ereignisse ausgewertet, bei 
denen eine Blase die Sondenspitze umschließt und zu einer Unterbrechung des UI- 
traschallsignals führt. Bei kleinen Bläschen, deren Abmessungen die der Sonde we- 
sentlich unterschreiten, ist es möglich, Gasgehalt und mittlere Blasengröße durch ei- 
ne statistische Auswertung der Fluktuationen des Ultraschallsignals zu ermitteln. 
Beide Verfahren wurden hinsichtlich ihrer Genauigkeit und der Beeinflussung der 
Strömung durch die invasive Sonde detailliert untersucht. 
4 Lokale Ultraschall-Einpunktsonde 
Der Versuch, eine Wellenleitersonde zur lokalen Messung von Gasgehalten zu ent- 
wickeln, die mit nur einem Wellenleiter auskommt, der sowohl als Sender als auch 
als Empfänger arbeitet, hat bislang nicht zum Erfolg geführt. Im Rahmen des Vorha- 
bens gelang zunächst die Geschwindigkeitsmessung in einer Einphasenströmung 
mit einer solchen Sonde. Die Experimente hierzu wurden an der Natrium-Testschleife 
NATAN des FZR durchgeführt. Dabei wurde der Dopplereffekt zur Bestimmung des 
Geschwindigkeitsprofils in der Flüssigmetallströmung angewandt. Die Verwendung 
einer neuartigen Wellenleiterkonstruktion erlaubt die Verwendung hoher Ultraschall- 
frequenzen unter günstigen Ankoppelbedingungen an die Rohrleitung. 
5 Nichtinvasive Durchschallungssensoren 
Eine nichtinvasive Überwachung der Strömungsverhältnisse in einer Rohrleitung ist 
durch Ankopplung von Uitraschall-Wellenleitern von außen an die Rohrwand mög- 
lich. Durch die Verwendung der Wellenleiter ist der Einsatz weitgehend unabhängig 
von den Parametern des Messmediums, wodurch z.B. eine Anwendung bei hohen 
Temperaturen möglich wird. Die Gasgehaltsmessung beruht auf der Schwächung 
der Wltraschallamplitude entlang der Durchstrahlungssehne zwischen zwei schräg 
gegenijberliegend angebrachten Aufnehmern. 
Die Testmessungen mit diesen Sensoren zeigten, dass das Ultraschallsignal bereits 
bei Gasgehalten um 10-12 % vollständig abgeschirmt wird. Damit ist das Verfahren 
nur bei kleineren Gasgehalten zur quantitativen Bestimmung des Gasanteils geeig- 
net. Hierbei muss jedoch auch eine gewisse Abhängigkeit der Dämpfung von der 
BlasengröBe in Kauf genommen werden, was zu zusätzlichen Messfehlern führt. Bei 
dem gegenwärtigen Stand der Entwicklung können die berührungslosen Sensoren 
lediglich als qualitativer Nachweis von Gas in einer FIüssigkeitsströmung empfohlen 
werden. 
6 Ultraschall-Gittersensoren zur Strömungsvisualisierung 
Aufbauend auf der lokalen Wellenleitersonde wurde ein neuartiger Gittersensor ent- 
wickelt, der den Strömungsquerschnitt einer Rohrleitung der NW50 mit einer Auflö- 
sung von 8 X 8 Punkten überwacht (Bild 3a). Er erlaubt die Bestimmung der Gasge- 
haltsverteilung im Strömungsquerschnitt. Eine tomographische Bildrekonstruktion ist 
beim verwendeten Meßprinzip nicht erforderlich. Der Ultraschall-Gittersensor wurde 
an der Zweiphasen-Testschleife des FZR in einer Luft-Wasser- und einer Dampf- 
Wasser-Strömung erprobt. Die Signale wurden mit dem elektrischen Gittersensor des 
FZR verglichen. Der Ultraschall-Gittersensor kann mit einer Messfrequenz von 250 
Hz betrieben werden. Der Sensor zeigt im Vergleich zum elektrischen Drahtgitter- 
sensor qualitativ vergleichbare momentane Gas- bzw. Dampfgehaltsverteilungen. So 
werden z.B. die Gaspfropfen in einer Pfropfenströmung gut wiedergegeben. Die 
Auflösung ist jedoch deutlich geringer, als beim elektrischen Gittersensor. Der 
Hauptvorteil besteht darin, daß der Ultraschallsensor auch in elektrisch nichtleiten- 
den Fluiden @.B. in Versuchsanlagen mit Kältemittel) eingesetzt werden kann. Eine 
quantitative Aussage über die Messgenauigkeit wurde durch Vergleich der mittleren 
volumetrischen Gas- bzw. Dampfgehatte erhalten. Hierbei zeigte es sich, dass der 
Ultraschall-Gittersensor die tatsächlichen Gasgehalte unterbewertet. Dies wird 
hauptsächlich durch Wassertropfen verursacht, die zwischen den Sender- und 
Empfängerwellenleitem festsitzen. Der Messfehler wurde in entsprechenden Kali- 
brierversuchen ermittelt. 
Bild 3 Ultraschall-Gittersensoren, A - Prototyp, B - verbesserte Variante 
Bereits am ersten Labormuster wurde die volle Funktionsfähigkeit des Gerätes nach- 
gewiesen. Im weiteren wurde eine zweite Variante für die KonstruMion der Wellen- 
leiter erarbeitet (Bild 3b), die eine Verbesserung des Be- und Entnekungcverhaftens 
ermöglicht und somit zu einer Vemngerung der Messfehler führt. Es wrde  eine Er- 
probung des verbesserten Ukracchail-Gittersensors an der Zweiphasen-TectscMege 
im FZR in einer Wasser-Dampf-Strömung bei 225 "6 und 2-5 MPa vorgsnommen. 
Der Sensor war im gesamten Parameterbereich voll funktionsfahig. 
Mit dem Sensor wird eine beachtliche 
Strömungsvisualisierung erreicht, die 
derzeit nur durch die Leitfähigkeits- 
Gittersensoren des FZR und die in Ja- 
pan entwickelte, sehr aufwendige 
Hochgeschwindigkeits-Höntgentomo- 
graphie überboten wird. Der Sensor hat 
bei bestimmten Anwendungen eine 
Reihe von Vorzügen gegenüber dem 
Leitfähigkeits-Gittersensor: (1) geringer 
Aufwand, (2) hohe Druck- und Tempe- 
ratutfestigkeit, (3) Beständigkeit gegen- 
über vielen aggressiven Fluiden, (4) 
Anwendbarkeit bei elektrisch nichtlei- 
tenden Fluiden (Kohlenwasserstoffe, 01 
0.8.). 
Zur Demonstration der Leistungsfähig- 
keit des Sensors zeigt Bild 4 eine Vi- 
sualisierung einer Pfropfenströmung in 
der vertikalen Testsektion der Zweipha- 
sen-Testschleife des FZR bei Luft- 
WassereBetrieb. Verglichen werden so- 
genannte virtuelle Schnittbilder, die 
durch Abtragen von momentanen, ra- 
dialen Gasgehaiteverteilungen als Zeit- 
Sequenzen entstehen. Zum Vergleich 
wurde eine virtuelle ~chnittansicht hin- 
zugefügt, die mit einem elektrischen Bild 2: Visualisienrng einer Pfropfen- 
Gittersensor des FZR erhalten wurde strömung, Ultraschall-Gittersen- 
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1. lntroduction 
The scientific goal of the project was to develop intrusive and non-intrusive measur- 
ing methods for the characterisation of a two-phase flow, Wich are based on the ap- 
plication of ultrasound. The developed measuring techniques shall be used for scien- 
tific work in the field of nuclear reactors and safety technology. 
The project was executed in the frame of a CO-operation agreement between FZR 
and the scientific group of Prof. Melnikov of the Technical University of Nishny 
Novgorod (TUNN) in the Russian Federation. It is part of the Federal Government's 
Programme for the provision of advice for Eastem Europe on the building up of de- 
mocracy and social market economy (TRANSFORM Programme). 
In particular, three different ways of applying ultrasound to obtain measuring informa- 
tion from a two-phase flow (gas-liquid dispersion) were planned to be investigated: 
(1) a density measurement by registering the speed of transversal waves travelling 
along a wave guide submerged into the flowing medium, (2) local void probes based 
on acoustic impedance and (3) ultrasound through-transmission of the flow ehannel 
by external transducers (non-intrusive method). 
In the Course of the execution of the project, the work was concentrated on the use of 
local probes based on wave guides that have to be emerged into the fluid. These 
probes were tested in air-water, steam-water and a two-phase freon (R12) flow. Ad- 
vanced statistic signal pracessing allows to measure not only bubbles with dimen- 
sions greater than the sensitive part of the probe, but also small bubbles in the range 
of micrometers. 
One of the most important results is an uitrasonic mesh sensor for a high-speed 
visualisation of a two-phase flow. The sensor effectively combines several local ultra* 
sonic probes to an array surveying the entire Cross section of a pipe. It delivers se- 
quences of Wo-dimensional gas fraction distributions vvith a rate of 200 - 250 framss 
per second. The use of the uitrasound wave guide technology allovvs to manufacture 
all parts of the sensor Wich contact the fluid from stainless steel. Cornpared to the 
electrical wire-mesh Sensors developed by Forschungszentrum Rossendorf, the sen- 
sor has the advantage that it can be operated in non-conducting fluids, such as re- 
frigerants, but also in alkanes and similar organic compounds in chemical facilities. 
The attempts to create non-intrusive instrumentation for a two-phase flow did not 
show the expected success. After tests at the Wo-phase flow loop in the Institute of 
Safety Research, some rneasurements using an ultrasonic through-transmissian 
were petformed in the frame of another project [i .i] with a limited succflss. An appii- 
cation of a new type of high-frequency wave-guides, on the other hand, o8ers a 
promising possibility to a non-intrusive measurement of velwity distributions in a sin- 
gle-phase liquid metal flow. 
The TRANSFORM project contributad significantly ta strtingthen ths capabiWlt3s of 
the scientific group of Professor Melnikov. ft provided an impurtanit w i a l  support to 
the scientists participating on the Russian side. Fwrthemre, it heiped ta dtocate 
young scientists and to deepen the scientific co-operaticm n tbs gmup of Pro- 
fessor Melnikof and the Institute of Safety Reseanch uf FZR In &@ &saalrse of tbs pro- 
ject, two PhD thesis works were wmpisted and succsssfully efstlded E1 -2, i.31. One 
of the PhD students was noilting far a year in ttts Forschungszentsum R~swndorf, 
3 
where he performed experiments to calibrate local ultrasonic wave-guide probes. 
This stay was funded by a DAAD grant. The CO-operation between the group of Pro- 
fessor Melnikov and FZR will be continued. The next joint activity is a three-months 
post-graduated study of one of the staff members of the group of Professor Melnikov 
funded by NATO to continue the development of the ultrasonic mesh Sensors to fi- 
nalise the device. 
References: 
[1.1] H.-M. Prasser, A. Böttger, J. Zschau: Development of two-phase measuring 
techniques for comparative investigations of transient flows in pipelines (in 
German), final report FZR-233, BMBF reserach project 1 lZF950411, August 
1998. 
[1.2] V. V. Kontelev: Development and investigation of an ultrasonic wave-guide 
system for the visualisation of a two-phase flow (in Russian), PhD thesis work, 
Nishny Novgorod, June 1999 
p.31 L. K. Stoppel: Elaboration of a diagnostic system for a finely dispersed steam- 
water flow in nuclear installations (in Russian), PhD thesis work, Nishny 
Novgorod, June 2000. 
2. Waveguide density sen- 
sor 
This part of the report is dedicated to 
development of new wave-guide den- 
sity sensor. It is applicable to measure 
the density of aggressive liquids as 
well as the density of a two-phase flow. 
The sensor is based on the change of 
the acoustic impedance of a wave- 
guide emerged into the measuring 
fluid. The sensor is made with specially 
adapted technology (wave-guide 
acoustic transducers technology). The 
paper tackles: principle of operation of 
the transducers, methods of testing 
under laboratory conditions, calibration 
of the Sensor for different liquids and 
experience in foams. 
2.4 Principle of operation the 
wave-guide density sensor 
The operation of the sensor is based 
on the determination of the propaga- 
tion velocity of utrasound waves in the 
sensitive element. This acoustic im- 
pedance mthsd uses bsnding waves. 





Fig. 2. I-Scheme ilkstratilzg the wwking principie 
of the wave-guide dem@ semor. 
the ultrasound frequency are chosen in such a way, that the wave propagation veloc- 
ity cb is less than the speed of sound in the liquid phase, and therefore ultrasound is 
not radiated from the wave-guide into the liquid. The coefficient of attenuation a is 
imaginary. The influence of liquid has an inertial character, that is, speed of sound in 
the sensitive element is reduced: 
where PI, p -densities of liquid and of the wave-guide material correspondingly. 
The theoretical calculation has shown that the relative change of the wave propaga- 
tion velocity may reach up to 10%. In practice, the time delay between two reflection 
impulses is measured. The first reflection is generated, when the wave from the pie- 
zoelectric crystal arrives at the connection between wave-guide line and the sensitive 
element, the second after the wave has passed through the sensitive element and 
returned to that connecting point (Fig. 2.1). The time delay between these two reflec- 
tions is measured. The change of this time delay in comparison to the dry sensor, AT, 
is in the range of 1-2 ms. It is measured by using relatively simple technical means 
with an error less than 1%. The time delay change is proportional to the density of the 
liquid: 
where b is a coefficient of proportionality, subject to calibration. 
2.2 Functional elements of the sensor and its physical characteristlcs 
The density sensor consists of three main parts which deterrnine its operational ca- 
pability and technical characteristics: sensitive element, wave-guide communication 
line and acoustic converter (Fig. 2.1). 
For generating the necessary longitudinal waves, an acoustic converter with disc- 
shaped piezoelectric crystal and damping lap was proposed (Fig. 2.2), The piezo- 
crystal (Fig. 2.2a) is based on zirconate-titanate of lead-19. The diameter of the 
piezo-crystal disk and the lap from 
steel- XGCrNiTil8.10 are equal to 
2.5 mm. The heights of the piezo- 
crystal and the lap are 0.8 mm and 
2.5 mm correspondingly. An in- 
crease of the height of the piezo- 
crystal - lap system and a covering 
by elastic sealing compound reduce 
the operating frequency. An in- 
crease of their diameter afso lower 
the operating frequency. The trans- 
mission coefficient for the double 
conversion electric impulse - acous- 
tic signal - efectfic impulse is equat 
to 0-3. The piezocrystat disk is 
placed on the base of a connective 
relative units 
cone, which is realising the matching 
between the large diameter of the 
piezo-crystal and the mal l  diameter of 
wave-guide. The operating frequency 
of convetter is 250 kHz. It is defined by 1 ,O 
the choice of the converter geometry 
(Fig. 2.3). For wave-guides of greater 
diameter, the acoustical convetter O S  \ 
without cone is used (Fig. 2.2b). 
For producing the wave-guide cylindri- I' I I I 
cal wires are used. The ultrasound at- o 400 800 Frequency, kHz 
tenuation in a wave-guide with a given Fig. 2.3 Amplitude-fmguency characteristics of the 
length X is described by: acoustical converter. 
where - a is the attenuation coefficient, which depends on the properties of the wave- 
guide material, as well as on the operating frequency and temperature. 
It was discovered, that annealing a wave-guide, made of chromium - nicke1 steel, re- 
sults in a decrease of the attenuation constant by 5-7 times (Fig. 2.4). A thermal 
processing is therefore very 
advantageous for long wave- 
guides. A temperature within 
the range of 20 - 350' C has 
only little influence on the 
attenuation coefficient, how- 
ever, with rising temperature 
losses of ultrasonic energy 
increased considerably (Fig. 
2.5). The wave-guide di- 
ameter has practically no in- 
fiuence on the attenuation of 
the longitudinal waves of 
Zero order. To protect the 
wave-guide from ambient in- 
fluences, and above all from 
darnping by direct contact 
with the measuring fluid, it is 
put into a protective tube, 
which is sealed at both ends 
Fig. 2.4. Attemation coeflcienr as a function of frequency. 
and filied with air. Inside, the wave-guide is fixed using heat-resistant rubber plugs. 
There is no radiation of acoustic waves into the gas fill because the gas has a very 
iow wave impedance. Wave-guide, sensitive element and acoustic converter are 
welded together. 
The geometry of the sensitive element is determined by the propagation velocity of 
the bending wave, Fig. 2.6. Sensitive elements of circular or fork shapes are pre- 
ferred. The circular sensitive element is usually made from a wire with a diameter of 
about 0.2 mm. Fork-shaped sensitive elernents are cut from a monoiith piece of 
metal. It is very important to en- ß ilJm1 
Sure the symmetry of the fork 
element. An accurate perpen- 
dicular T-junction between sensi- 
tive element and wave-guide 
guarantees an effective excitation 4 2  
of bending waves. 
Two versions of sensitive ele- 
ments were manufactured: (1) a 0,1 
circular sensitive element made 
from a chrome-nicke1 wire of 0.4 
mm diameter and 20 mm length, 
(2) a fork-shaped element made 
from a titanium block of rectan- o 200 400 temperature [T] 
gular cross section with the di- 
mensions 0f 2,5 X 0,5 mm. Fig. 2.5 Attenuation as a function of temperature. 
2.3 Design and fleld of application 
The design of a wave-guide density with a circular sensitive element is shown in Fig. 
2.7a. The sensor was made from steel XGCrNiTil8.10 and consists of a case, a cir- 
cular sensitive element (first model), wave-guide communications line with a diameter 
of 0.8 mm and a length of 2.5 m. The piezoelectric converter was made from zirco- 
nate-titanate of lead-19, the operating frequency is 250 kHz, the pulse frequency is 
200 Hz. 
The sensor functions as cI/c 
follows: acoustic pulses, 
created by the crystal, 
travel along the commu- 
nications wave-guide to 
the sensitive element. 
They are partially re- 3,O 
flected at the T-junction 
formed by the wave- 
guide - sensitive element 
joint. The reflection oc- 
curs twice: first, when the 2,o 
primary pulse arrives at 
the junction, second 
when the pulse reap- 
pears after travelling 
through the sensitive 
element. 0 
The delay between this 
impuises is measured Fig. 2.6 Wave propagation vehity rü. afumtwn of geometg Ms3 
(Fig. 2.8). The delay be- fresuencv 
tween first and second FO, PI-bending w v e  
reflection is independent &, L~-langitudinal w v e  
of the pulse delay in the 
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wave-guide itself. The matching to the electrical impedance of the connecting Iine 
and a protection against electromagnetic disturbances is realised by using a differen- 
tial transformer. The shift in delay time caused by liquid phase is shown in Fig. 2.1 0. 
The second modification of a wave-guide density sensor is shown in Fig. 2.7b. The 
fork-shaped sensitive element of rectangular Cross section (2.5x0.5 mm) and the 
wave-guide with a diameter of 3 mm are made from a massive block of titan. The 
length of wave-guide is 300 mm. 
Experimental tests of the transducer and the measurement methods were performed 
at the facility of the Physical laboratory of Physical-Technical Department of the 
TUNN. Control measurements were carried out in the following cases: the sensitive 
element of the first modification was completely immersed in liquids with different 
densities and the time delay was registered correspondingly. The obtained calibration 
characteristics are given in Fig. 2.9. 
2.4 Application experience in a two-phase flow 
2.4.1 Level measurement in a steam generator heat exchanger tube 
The wave-guide sensor with circular sensitive element (Fig. 2.7a) was used to meas- 
Ure the water level in a single heat exchanger tube model for horizontal steam gen- 
erators of Russian WER type reactors. The work was carried out in frame of thermal 
hydraulic investigations of the Hochschule für Technik, Wirtschaft und Sozialwesen 
Zittau/Görlitz (HTWS FH) concerning the decay heat removal capacity of these steam 
generators. Five probes were mounted to the heat exchanger tube of the HORUS 
test facility located in Zittau. The circular wave-guide loop was placed under an angle 
of 45" into the tube of 13 mm inner diameter. The probes were able to record the 
transient water level behaviour with an accuracy in the range of a millimetre in the 
small tube at pressures up to 8 MPa at the primary side and 6.4 MPa at the secon- 
dary side, with the corresponding thermal loads caused by the saturation tempera- 
tures. Especially the access to the inner space of the tube via the also pressurised 
secondary side was a challenge of these experiments. Results are published in [2.1]. 
2.4.2 Gas fraction measurements in experiments with hydrogen peroxide decompo- 
sition on catalyst surfaces 
FZR has carried out measurements of the axial gas fraction distribution in the anode 
chamber of alkaline chtoride membrane electrolysis cells. A catalytic H202 decompo- 
sition on a platinum-covered anode model was used as a substitute of the chlorine 
evolving anode reaction. The fork-shaped density sensor (Fig. 2.7b) was traversed 
over the height of the anode chamber model. It was found that the measured gas 
fraction is strongly biased by gas bubbles growing at the sensor surface due to the 
catalytic decomposition even in contact with Titanium. It is recommended to use this 
kind of probe only if a gas evolving reaction at the probe surface can be excluded. 
12.11 S. AR, W. Lischke, V.I. Melnikov: Anwendung einer neuartigen URraschallmess- 
technik zur Bestimmung von Strömungsregimen und Füllständen in Wasser/ 
Dampf-Systemen, Workshop "Messtechnik für stationare und transiente Mehr- 
phasenströmungen, Rossendorf, 06.-07.11 .I 997$ FZR-204, S. 78-90. 
Fig. 2.7a Design of the waue-guide densiiy sensor with a c i~uiar  sensitive eiement 
1 - Gase; 2 - sensitive elernent; 3 : protective tube; 
4 - wave-guide; 5 - differential transformer; 
6 - mbber plug; 7 - connector; 8 - acoustical mnverter 
Fig. 2.76 Design of the wave-guide density sensor with fork-shaped sensitive element 
I - case; 2 - sensitive element; 3 - wave-guide; 4 - acoustical converter; 5 - differential transformer, 6 - connector. 
Fig. 2.8 Electrical signal of the wa ve-guide 
density sensor 
time delay [PS] 
Fig. 2.9 Calibration characteristic of a wave-guidr? 
density sensor 
pi ezo-crystal wave-guide junction sensitive element (loop) 
-l 
reflectim I from 
- reflection 2 alter propagating 
. junction throuah the sensitive rlement 
Fig. 2.10 Probe signals recorded with an analogue transient recorder for illustrating 
the shift in time delay when the probe is imrnersed into the liquid phase 
3. lntrusive local void fraction probes based on wave-guides 
3.1 General description 
The intrusive ultrasonic void probe consists in two wave-guides for longitudinal 
waves, which are put into the two-phase flow (Fig. 3.1). The ends of the wave-guides 
are located in a small distance from each other. 60th are equipped with piezoelectric 
crystals at their back ends outside the flow. One of the crystals is operated as a ultra- 
sonic transmitter. The pulse propagates through the connected transmitting wave- 
guide. Finally, the ultrasound is partially irradiated into the fluid at the end of the 
wave-guide. The second wave-guide receives that pulse, correspondingly a signal is 
generated in the receiver crystal. The signal reflects the presence of the liquid phase 
in the immediate vicinity of the tips of both wave-guides, thus the ultrasound can only 
transfer from one tip to the other, if the acoustic impedance of the fluid is not too 
much different from the acoustic impedance of the wave-guide material. Therefore, 
the presence of a gas bubble covering the ends of the wave-guides leads to a com- 
plete interruption of the received signal. A characteristic signal shape caused by a 
bubble, the diameter of which is sufficiently greater than the control volume formed 
by the ends of the wave-guides, is shown in Fig. 3.1, too. The received signal shows 
characteristic pulse amplitude, when the probe is in the liquid phase. A bubble leads 
to a decrease of the pulse amplitude for a so-called contact period (3). As a matter of 
rule, the amplitude decreases to 
almost zero, because the gas 
phase has a too much different 
acoustic impedance compared 
to the steel of the wave-guides. 
Often there is an influence of an 
approaching bubble still before 
it contacts the probe. This is il- 
lustrated in Fig. 3.1 by the OS- 
cillating period (T,). 
In case of small bubbles, the 
tips of the wave-guides cannot 
be covered and a complete in- 
terruption of the ultrasound 
transfer is not observed. Bub- 
bles that travel through the gap 
between the ends of the wave- 
guides cause a gradual de- 
crease of the ultrasound pulse 
amplitude. Bubble sizes can be 
evaluated if the relative signal 
F@. 3.1 Local acoustk probe and typkal outpul 
s@nal 
1 - two-phase flow; 2 - tube; 3 - waue-guides; 4 - 
piezo-ceramics; 5 - generator; 6 - signal processing 
unit; 7 - typical output signal 
decrease is measured. In a real Wo-phase flow, it must be expected, that more than 
one bubble resides in the gap in the Same time. In this case, statisticat methods must 
be applied to evaluate the signal. 
In the following chapters, the deseribed two cases of (1) bubbtes targer than the Gon- 
trol volurne, and (2) bubbles smaller than ihe control volume will be discussed indi- 
vidually. 
The main advantage of the local void probes is given by the fact, that they can be 
designed in a way, that all materials contacting the fluid are made from materials re- 
sistive against corrosion and high temperature. The piezoelectric crystals are located 
outside the region of high temperature. This allows to build very robust measuring 
gauges, Mich  can be applied to solve many different experimental and industrial 
measuring tasks (high temperature and pressure, chemically aggressive fluids, ex- 
plosion safety). 
3.2 Design of the probe 
The design is shown in Fig. 3.2. The wave-guides with a diameter of 0.8 mm are 
made of stainless steel (XGCrNiTil8.10). The sensible ends are equipped with cone- 
shaped concentrators (6 mm long) with a sphere of 0.5 mm diameter at each end. 
For the realisation of the described acoustic methods the gauge shown in Fig. 3.2 
was developed. The ultrasound is passed through sealings inside the protection tube 
without essential losses. They are based on double-conical elements working as 
sound diffusers and collectors. The sealing itself is located at the widest part of these 
double-conical elements. The top parts of the wave-guides are shielded by capillar- 
ies. The surfaces of capillaries is wrapped with a wire serving as a damper. Thus by 
a varying of the length of the damper, the covering capillaries can be adjusted to the 
necessary level of suppression of the parasitic signals travelling on their surfaces. 
socket for power supply and 
electronic block 
control volume 
F&. 3.2 View of the acoustical gauge 
The piezoelectric transducers are placed onto the back ends of the wave-guides. The 
difference in diameter is compensated by cone-shaped elements (concentrators). 
Electrically, the crystals are connected to the cable through a matching transformer. 
This allows to suppress electromagnetic noise and optimise the coupling with the in- 
put cascades of the signal amplifiers. The transformers are iocated directiy inside the 
gauge. It allows to transfer signals over a distance of up to 100 m, if this should be 
necessary. In case of the probe shown in Fig. 3.2, an electronic circuit solving the 
tasks of transmitter excitation, receiver pre-amplification and time-gated peak detec- 
tion is located dfrectly inside the casing of the probe (see next chapter). 
The gauges are designed for steam fraction rneasurements at pressures of up to 25 
MPa and temperatures of up to 400 'C. The amplifier of the gauge can operate at an 
environmental temperature of up to 100 'C. The length of the wave-guides must not 
exceed 0.5 - 0.7 m. 
3.3 Signal acquisition 
The excitation of the transmitting piezoelectric crystal is done by supplying the driving 
transformer with a short voltage pulse. The pulse frequency determines the measur- 
ing rate. Usually a frequency of 1-2 kHz is used. The limit for the pulse sequence fre- 
quency is given by the decay of the oscillatiolns inside the wave-guide, which must 
calm down before the next pulse is applied. 
The frequency of the transmitted ultrasound is given by the resonance frequency of 
the system driving transformer - piezo-crystal - wave-guide. It is in the range of 600- 
700 kHz. The transmitted pulse is received by the second wave-guide and trans- 
formed into a voltage signal by the receiver crystal. After an amplification, the signal 
is supplied to a peak-value detector. The peak value is obtained inside a givm gate 
time, in which the useful signal has to be expected under consideration of the wave 
propagation velocity in the wave-guides. The result of the peak detection is the ana- 
logue output sigrnal of the Sensor, shown in Fig. 3.1. It is further processed to obtain 
either void fractions or bubble sizes. 
3.4 Detection of large bubbles 
The control volume of the probe is given by the dimensions of and the distance be- 
tween the ends of the two wave-guides. If a bubble is larger than these dimensions, it 
can Cover the control volume completely. In the consequence, the received signal 
decreases to a value close to Zero. By an evaluation of the duration of the signal de- 
crease it is possible to deterrnine the size of the given individual bubble. For the deci- 
sion whether gas or liquid is present in the control volume, the analogue signal can 
be compared to a threshold. The resulting binary signal is analysed by integrating the 
contact periods of each detected bubble. This is carried out by the summation of all 
contact periods related to the measuring period supplies the local void fraction E3.11: 
The average steam fraction in a Cross section can be measured either by the use of 
several local prabes or by traversing a single probe. The readings obtained at differ- 
ent radial positions must be averaged as follows [3.8]: 
where ai - weight coefficients assigned to each measuring position. It is further possi- 
ble to perforrn statistical analyses of the contact periods, e.g. a probability density 
distribution of the ~ontact periods obtained during a certain meacuring period supply 
information about the flow regime. The statistical distribution of oontact perirrds can 
be transfomd into a bubble size distribution, Wen the vefmity of the bubbies is 
known. The latter can be approximated by the rnixture velwity. In this way, infam- 
tion about the flow Pattern can be obtained. 
An important question is the right definition of the discriminating threshold. A possible 
solution is a determination of the threshold using a probability density distribution of 
the analogue probe signal, Fig. 3.3. In case of a fully developed two-phase flow, the 
distribution has two maxima, the first, at low output voitage, corresponds to the con- 
tact with the gas phase, the second, at high 
output voltage, to the contact with the liquid. 
The best value for the discriminating thresh- 
old UiWi is given by the position of the 
minimum between the two maxima. After 
defining the threshold, the probability den- 
sity distribution W(U) can also be used to 
calculate the void fraction: 
Usually, the probability density distribution is 
calculated as a histogram, in this case the 
integrals in eq. (3.3) are approximated by 
the Sums over the corresponding histogram 
classes. Another possibility is the definition 
of a threshold set to a constant ratio of the 
signal difference between plain liquid and 
pure gas, for example to 50 %. 
The third approach to obtain volumetric gas 
fractions is to treat the instantaneous signal 
level as an analogue information propor- 
tional to the instantaneous gas fraction in the control volume: 
F@. 3.3 Histograms of the output 
voitage of the local probe 
for ditferent voki fractbns 
Here, UL - signal level for plain liquid, UG - signal level for pure gas. As the signal in 
the phase of the bubble approach often oscillates and shows amplitudes greater than 
the typical values for liquid, these instantaneous values must obviously be cut off, 
because they other wise would lead to negative gas fractions: 
Thess instantaneous gas fractions can be averaged to obtain the local void fraction. 
If the physical properties of the measuring fiuid are constant, the acoustic impedance 
is constant, too. In this case, the signal levels for pure liquid UL and pure steam re- 
spectjveiy gas UG are very stable values. The uitrasonic local probe is much less 
sensible to changes of the fluid qualities, as electrical probes, because their signal 
amplitude depends on the instantaneous conductivity, which is strongly influenced by 
temperature and content of foreign ions and corrosion products. During practical 
measurements with the ultrasonic probes it is therefor often possible to perform only 
one calibration run at the beginning of the experiment series, where the signal levels 
for both plain liquid and pure gas have to be recorded, while electrical probes require 
adaptive methods to determine instantaneous calibration values. 
The use of a fixed threshold ratio as well as the linear method using constant calibra- 
tion values have the advantage, that false measurements at gas fractions close to 
0 % respectively 100 % are excluded. Close to these values, the probability density 
distribution often does not show the necessary two maximums (see Fig. 3.3). 
Beside the gas fraction measurement, it is possible to estimate the bubble velocity by 
evaluating the signal oscillations appearing before the bubble contacts the probe. 
The observed maximum oif the amplitude of the received ultrasound during this os- 
cillation is caused by a positive superposition of the direct sound traveliing from the 
transmitter wave-guide to the receiver with the sound reflected at the surface of the 
bubble. The distance 
can be defined by the 
ometry of the probe: 
between bubble and probe, at *ich the maximum appears, 
wavelength of the ultrasound h=c/f, taking into account the ge- 
where I - distance between the ends of the wave-guides, C - sound propagation ve- 
locity, f - ultrasound frequency. 
The bubble velocity wbub can be obtained by relating the length L,= to the time differ- 
ence between the appearance of the maximum and the contact of the bubble with ths 
probe At: 
Detection of mall bubbles 
General remarks 
If the size of the bubbles is less than the extension of the control volume of the probe 
(C 500 pm), then the ultrasonic wave-guide probe works as an integral detector. In 
this case, several bubbles may reside in the control volume at the carne time. The 
amplitude of the signal is then the resuli of the attenuation of sound energy due to 
harmonic oscillations of the bubbles caused by an excitatbn in the sound field. The 
attenuation depends on the number and the diameter of the bubbles. Due to the fact 
that the instantaneous number of bubbles found in the control volume is a random 
number, the attenuation performs statistical fluctuations. fhe parameters of the two- 
phase flow can be deterrnined by a statistical analysis of these fluctuations. 
The intensity of the ultrasonic wave, passed through a layer of M-phase rnixtura 
with the thickness 1 and a bubble concentration d is, according ta 1.34, ghen by: 
where q - effective cross-section of absorption of the sound by the bubbles. 
The main contribution to the absorption cross-section is caused by bubbles, the ra- 
dius of which is close to the resonance wavelength at the given frequency of the ex- 
citation. Therefore, by measuring the sound attenuation at different frequencies it is 
possible to determine both the bubble size distribution and their common concentra- 
tion. 
Other methods are based on the measurement of the sound velocity. In the liquid, 
the latter is defined by the compressibility y and density p 13.51: 
When the concentration of bubbles in the liquid is small, the density is not effected 
significantly. However, the influence of the bubbles to the compressibility is large, 
making it possible to determine the bubble concentration. 
Depending on the frequency of excitation, the sound velocity can grow or decrease. 
Usually, frequencies of excitation less than the resonance frequencies of the bubbles 
are applied. In this case the compression of the bubbles is large, the attenuation of 
the sound is low, and the sound velocity does not depend on bubble size distribution. 
The sound velocity in the bubble flow can be estimated as follows [3.7]: 
where - sound velocity in pure liquid, no - volumetric bubble concentration, f - cor- 
rection factor (f = 1.6.1 04) [3.7]. 
The attenuation of sound waves in the two-phase mixture grows considerably with 
the increase of the bubble concentration and the increase of the frequency of fluctua- 
tions. Therefore, almost all above-stated methods that use integral characteristics of 
sound propagation, become ineffective as steam contents of more than 1-2 % and 
can further be applied only as indicators. 
3.5.2 Mathematical model 
In a finely dispersed flow, more than one bubble can be present in the control volume 
at the Same time and consequently the probe changes into the mode of integrating 
measurement. The properties of finely dispersed flows representing Sets of large 
quantities of bubble are described by complex laws. In general, the common charac- 
ter of these laws does not depend on the behaviour of an individual bubble in the 
flow. In this sense, there is a similarity to the movement and interaction of molecules 
and atoms, described by the equations of statistical physics. Naturally, in such a 
case, it is advisable to apply the theory of probability for the definition of the general- 
ised parameterc of the two-phase flow and to model the probe signal in case of a 
finely dispersed bubble flow. 
The amplitude of the received signal is defined by the quantity and the diameter of 
the bubble, appearing in the control volume in the moment of the acoustic through- 
transmission. Due to the probabilistic character of the flow the number of bubbles in 
control volume fluctuates, and, hence, the amplitude of the received signals fluctu- 
ates also. The parameters of the flow can be extracted by an appropriate statistical 
processing and an analysic of the signal fluctuations. 
The two spheres at the ends of the wave-guides form the control volume, the shape 
of Mich is assumed to be a cylinder with the following volume: 
where I - distance between the ends of the wave-guides [m], & - diameter of the 
wave-guides. 
The amplitude of the through-transmission signal shows statistical fluctuations. Ac- 
cording to [3.9] the through-transmission amplitude follows an exponential attenua- 
tion: 
where n - quantity bubbles in the control volume, d - bubble diameter, I - distance 
between the ends wave-guides, k - correction factor, Wich is defined by the ge- 
ometry of transrnitter and receiver wave-guides, it depends on the shape of the 
acoustic field, J. - intensity of the transmitted ultrasonic signal, J - received intensity. 
From eq. (3.12) it is visible, that Wo parameters are determining: (a) the quantity of 
bubbles in the control volume and (b) the diameter of these bubbles. These parame- 
ters also define the random character of the dependency, since they are random val- 
ues. Let us analyse the probability of the instantaneous presence of a number of 
bubbles in the control volume at a given constant bubble concentration in the flow. 
The control volume V„ should be small in comparison to the volume V. of the flow 
channel. Further, we asswme that the total number of bubbles No in the volume V. 
roughly remains constant. 
Let's also assurrme, that the bubbles are equally distributed over the flow channel (ths 
real distribution of the bubble density over the Cross section of the channel can be 
taken into account by introducing a correction factor). Then, the probability to meet 
some certain bubble in the control volume V„ equals to the relation V d o ,  and the 
probability of the simultaneous appearance of n bubbles is (V&O)n. Similarly, the 
probability of a bubble not being present inside the volume V„ is equal to 
-Vwn)G,, and the probability of the simultaneous absence for &-n bubbles in 
the control volume is ivO *. I"" . Therefore, the probability wn that precisely n 
bubbles are in the contiol v o l u m e ' ~ ~ ~  is given by the following expression 13-21; 
W, = . 
n!-(No - n)! 
where the factor determining the number of possible combinations of the choice n 
from No bubbles is introduced. 
An actual number n differs from of the mean value n, but in the interesting case V„ 
cc Vo, where certainly, n is meant to be small in comparison to the total number of 
bubbles No. In this case it is possible to approximate No! 2 (No - n)!.NOn and to neglect 
n in the power expression. In the result we get: 
Further, NoV,,,/Vo equals to the average number of bubbles n, in the control volume 
Vmn: 
At last, applying the well-known forrnula lim = e-X, we replace 
e-nm at large values of No. Finally, we get the expression [3.2], which is a Poisson 
distribution: 
From the analysis of the properties of the Poisson distribution it becomes obvious, 
that the determining parameter is n„ which defines both the location of the probabil- 
ity maximum and its absolute magnitude. With other words: if n, is known, then the 
Poisson distribution describes completely the probability of a certain number of bub- 
bles in the control volume. 
Now we shall consider the second parameter influencing the behaviour of the probe, 
the diameter of the bubbles present in the control volume. For simplification we as- 
sume that the bubbles have a spherical shape and that their diameter is a random 
value. 
Let us consider the probability distribution of this parameter. In the established two- 
phase flow there is an equilibrium between bubble coalescence and bubble break- 
down. This gives reason to assume a normal distribution of the diameter according to 
a standard Gauss distribution [3.3]: 
This kind of statistical distribution of the bubble diameter was found for bubbles, 
which are large in comparison to the control volume, when the contact periods were 
evaluated. It is therefore likely that the normal distribution is a good approximation, 
also in case of small bubbles. The normal distribution is defined by two parameters: 
p - the average diameter of bubbles and o - the root-mean-square deviation from the 
average diameter describing the width of the diameter distribution. 
So, on the basis of the above stated assumptions, the maximum of the probability 
distribution of the probe signal, is caused by the product of two probability distribu- 
tions. These are function (3.16) describing the probability of the presence of a given 
number of bubbles in the control volume and, function (3.1 7), which is the probability 
distribution of the bubble diameter. The measuring task consists in the extraction of 
the quantity and the diameter of the bubbles in the control volume from the probe 
signal. There are three independent parameters defining the final probability distribu- 
tion of the primary signal of the gauge: n, in the Poisson distribution, and o in the 
Gauss distribution. We need three equations to deterrnine these parameters from the 
measured signal. For this purpose the following statistical functions are used: 
1. M(xy)=M(x) M(y) - the expectation value of the product of two mutually inde- 
pendent random values. 
2. D(x~)=M(x~) hl(y2) - h12(x) Rd2(y) - the dispersion of the product of two mutually 
independent random values. 
3. P(M(xy) = P(M(x)) P(M(y)) - the probability of a joint occurrence of independent 
events. Here X is substituted by n and y by d2. 
M(x) = nm - is the expectation value of the distribution of the number of bubbles in the 
control volume, [3.4]. 
M(x~)  = nm2 +nm 
M(y) = + d2 expectation value of the bubble diameter distribution [3.4] 
M ( y ' ) = 3 . ~ ~ + 6 . ~ ~ . d ~ + d ~  
M (xy), D (xy) - are the expectation values and the dispersion of the probability distri- 
bution of the receiver signal. By solving this System of the equations, we find the re- 
quired parameters of the distributions: 
where A =M(xy)-P2(xy)-r2 and B=8.D(xy)-P4(xy)-n4. 
3.6 Computer interface 
For the operation of the measuring device the computer program "ACOUSTIC" was 
elaborated, the task of which is the perfotming of the calculations according to the 
statistical methods de- 
scribed above. The pro- 
gram owns a conven- 
ient and modern graph- 
ical interface for the 
work with the system. 
The personal computer 
acts as a signal acqui- 
sition unit. The primary 
probe signal is dis- 
played graphically. The 
statistical evaluation is 
performed almost in 
real-time. The choice of 
the signal processing 
method (large/small 
bubble evaluation) is 
carried out automati- 
cally by the F@. 3.4 Screen of the monitor, exarnple of a meas- The decision, which of 
the Wo methods has to urement with the Program ACOUSTIC 
be applied is taken on 
the basis of the statistical characteristics of the stored signal. The results of the cal- 
culations are displayed at the screen (Fig. 3.4) 
The program "ACOUSTIC" allows the setting of the working parameters, such as pe- 
riod of transmitter putses, measuring period, it is possible to store and to accumulate 
results as digital files and to perform the statistical evaluations in order to determine 
the steam fraction, the mean bubble diameter and the standard deviation of the bub- 
ble diameter. 
3.7 Test of the gas fraction measurement in case of large bubbles 
3.7.1 Integral measurements at the two-phase flow test loop (MTLoop) 
Experiments were carried out in the vertical test section of the Wo-phase flow test 
loop MTLoop in Rossendorf. The local uitrasonic probe was placed into the test sec- 
tion with the sensitive tip in the centre of tube. The loop was operated with air-water 
mixture at room temperature and nearly atmospheric pressure. As reference device 
for measuring the gas fraction, an electrical wire mesh sensor was used. The main 
parameters of the tests are summarised in tabie 3.1. 
The efectrical wire-mesh sensor was equipped with 2 X 16 electrode wires of 
0.12 mm diameter. The electrode pitch was 3 mm, the distance between both elec- 
trode grids was 1.5 mm. The sensor was operated at a measuring rate of 600 frames 
per second. The appfied superficial velocities of both air and water were varied ac- 
cording ta a test matrix shown in Fig. 3.5. Approximately 75 % of the points of a ma- 
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trix of 220 different combinations of air and water flow rate were realised in the tests. 
The signal was recorded by a 12-bit Analogue-Digital Converter (ADC) connected to 
a laptop via parallel printer interface. The measuring rate was 1000 Hz. Signal se- 
quences of 10 s were recorded. 
For comparison of the local gas fraction reading delivered by the ultrasonic probe 
with the wire-mesh sensor signal, the local instantaneous gas fraction measured by 
the four central crossing points of electrodes of the sensor were extracted and aver- 
aged over a measuring period of 10 s. The signals of the local probe were first evalu- 
ated according to eq. (3.1) and using a threshold of 50 % of the signal change be- 
tween plain water and pure gas. The calibration values were taken from measure- 
ments, where the loop was either completely filled with air or with water. The result is 
shown in Figs. 3.6 and 3.7. 
Table 3.1 : Parameters of tests with the local ultrasonic probe in MTLoop 
F@. 3.5 T& matrix for fhe comparison between el&tnical wire-mesh sensor and l;o- 
caf ukrasonk probe in MTL.p 
F@ 3.6 Comparison between electrcal wire-mesh sensor and local uttrasonc probe 
for supenkial water velocifies below I m/s, threshold 50 % 
F@. 37 Cornparjson between electricaf wire-rnesh sensor and local uttrasonic 
probe for superficial water velocitIes grea fer fhan I m/s, tthreshold 50 % 
In the range of superficial water velocities from 0.044 - 0.64 m/s the agreement be- 
tween wire-mesh sensor and ultrasonic probe is satisfactory. There is an overestima- 
tion of about 10 % (absolute gas fraction error) at gas fractions between approxi- 
mately 70 - 90 %. The result is independent from the superficial air velocity, Wich 
was varied from 0.0024 to 12 m/s (related to normal conditions). There is some de- 
crease of the superficial air velocity (up to -20 %) caused by the precsurisation of the 
loop at growing air flow rate, but this is implicitly taken into account, because the 
wire-mesh sensor as well as the local ultrasonic probe are both sensible to the actual 
volumetric void fraction in the test section. 
The agreement between wire-mesh sensor and local ultrasonic probe can be im- 
proved by ucing the linear formula to calculate gas fractions, eq. (3.4) and (3.5), See 
Fig. 3.8. 
60 00 1 
gas fradon, wlre-mesh sensar f%j - 
F&. 3.8 Comparison between electrcal wire-mesh sensor and /mal sljYr;sisonK: probe 
for superfkial water velocities bebw I m/s, linear fomula, eq. (3-4, 3.5) 
The overestimation of the void fraction in the upper region is fesc pranounced. The 
disagreement observed at the superficial water velocities abve  1 d's are neverthe- 
less not eliminated. We believe, that an accumulation of a stationary air bubble in the 
wake of the ends of the wave-guides takes place at higher velocities. T'his bubble 
causes an attenuation of the ultrasound transmission. In tim resuit, a too high gas 
fraction is measured. These are perhaps physicai lirnits d the probe, wttich may be 
overcome only by a further miniaturisation. 
Sorne examples of time sequences of the locai instantaneous gas fraction msasured 
by the probe are ssfiown in Fig. 3.9. Here, at a constant water f l w  @t) the superficial 
air velocity was stepwise increased. The transition from bubble to slug flow is clearly 





F@ 3.9 lnstantaneous gas fractions obtained by the linear method (eq. 3.4) from the 
uitrasonk probe sgnal, superfkial water velm@: JL = 0.4 m/s 
3.7.2 Test in a refrigerant 
The operation of the local ultrasonic wave- 
guide probe in a non-aqueous fluid was 
tested at the DESIRE loop (Fig. 3.10) at the 
lnterfaculty Reactor Institute (IRI) of the Delft 
University of Technology, Netherlands. This 
loop models the internal coolant circuit of a 
boiling water reactor with natural circulation. 
Scaling considerations led to the use of a re- 
frigerant (R12) as a model fluid, substituting 
the water coolant of the original reactor. R12 
has a very IOW electrical conductivity, which 
makes it impossible to use neither needle- 
shaped conductivity probes nor the electrical 
wire-mesh Sensors developed by FZR. For 
this reason, it was decided to test the local 
ultrasonic void probe in this fluid. 
fhe  probe was pCaced into the upper plenum 
af the test faciiity above fhe riser section. The 
signal was recorded by a 12-bit Analogue- 
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Desire 
DelR Simulated Reaktor 
Interfacutiy Reactor Institute 
exchanger 
Fg. 3.10 DESIRE - model of a 
boiting water reactor wifh 
natural cimlatbn of IR1 
Dem 
Digital Converter (ADC) connected to a laptop via parallel printer interface. The 
measuring rate was 1000 Hz. Signal sequences of 10 - 200 s were recorded. 
In the experiments, the electrical core power 
was varied. Unfortunately, all conventional 
measuring data (temperatures, pressures etc.) 
were lost because of a Computer failure. It was 
not possible to repeat the tests. Any interpreta- 
tion are therefore limited to tendencies ex- 
pected when the core power changes. 
At first, it was observed that the signal ampli- 
tude, i.e. the difference between the signal lev- 
els characteristic for liquid and for gas, is much 
lower in the case of the refrigerant in compari- 
son to water at room temperature (Fig. 3.1 1). 
This is caused by a worse adaptation of the 
acoustic impedance of the steel wave-guides 
to the refriaerant R12, Wich is more com- 
Fg. 3.11 Histograms of the ul- 
trasonic probe signal 
for water and R 12 
pressible thän water. ~ h e  sound propagation velocity is therefore less in R12 than in 
water. 
Nevertheless, the quality of the probe signals is sufficient for a gas fraction meas- 
urement. In Fig 3.12, the 
change of the signal histo- 
gram in dependence of the 
core power is shown. A 
slight decrease of the 
peak characteristic for the 
liquid phase with growing 
core power was observed, 
while the location of the 
gas peak is unchanged. 
This can be explained by 
an increase of compressi- 
bility of the liquid with 
growing temperature. 
Using eq. (3.3), average 
gas fractions shown in Fig. 
3.13 were calculated from 
these histograms. The 
tendency cleariy shows an 
increase with growing core 
power. A quantitative in- 
forrnation about the accu- 
racy cannot be presented 
due to the iack of refer- 
ence measurements. 
Finally, the DESfRE facility 
was brought into an 
unstable state with oscilla- 
tions of the coolant mass 
flow. These oscillations are 
reflected by the probe sig- 
nal, which has shown gas 4C 
fraction oscillations with a W s  
period of about 5 s (Fig. fraction 
3.1 4). ["Al 
Summarising the results, it 2 0 
was found that the local ul- 
trasonic probes can be ap- 
plied to a flow of boiling re- 
frigerants. This allows us to Ci 
expect, that the ultrasonic 
mesh Sensors can also be 
used in these fluidsy be- F@. 3.13 Gas fraction as a function of core power 
cause they are based on a 
similar working principle. 
Fg. 3-14 Gas fraction oscillations in DESlßE at a core power of 23.5 kW 
3.7.3 Comparison with high-speed camera recordings 
The impact of individual bubbles with the local ultrasonic probe was studied by a 
high-speed video observation, which was synchronised with the signal acquisition of 
the probe. The irnaging rate of the video System was 2000 frames per second. In 
these experiments, the pulse rate of the probe was 8 kHz, i.e. each fourth sample of 
the probe signal corresponds to one frame of the video device. The recording of both 
probe signal and video sequence was started by a synchronisation signal generated 
by the data acquisition Computer of the probe and supplied to the high-speed video 
device via RS232c interface. 
The tests were carried out in a rectangular perspex channel, Wich allowed to ob- 
senre both probe and bubble from aside. The bubbles were generated by a steel 
nozzle, located below the probe. lt was taken care to generate streams of individual 
bubbles by supplying very small air fiow rates. The fluid was varied, beside water ex- 
perimerrts were atso carried out with glycerine and benzine. 
A typical resuit is shown in Fig. 3.15. It confirms the principle character of the signal 
descnbed in chapter 3.1, Fig. 3.1. The analogue signal Starts to reflect the approach 
of a bubble stilt before the bubble has come into contact with the ends of the wave 
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guides. Before the output signal starts to decrease to the level characteristic for the 
gas phase, an oscillation is observed with a significant rnaximum, which reaches val- 
ues well above the level characteristic for the liquid phase. This confims that the cut 
of the local instantaneous gas fraction according to eq. 3.5 is necessary to avoid un- 
realistic negative gas fractions. The threshold method seems to be more appropriate 
than the linear evaluation formula, because the latter delivers contributions to the gas 
fraction already when the bubble has not yet contacted the probe. Nevertheless, the 
differences seem not to be very significant, as it was shown by the measurements at 
MTLoop, discussed in the previous chapter. 
Fig. 3.15 Comparison of a probe sgnal with a sequence high-speed video frames, 
air bubble rising in water 
The chronology of characteristic events can be described as follows: At a distance of 
more than 1.5 mm, the probe does not sense the approaching bubble. A maximum of 
the signal (A) is observed, when the distance between bubble and wave-guides is 
approximately 1 mm. It was found that the next maximum G corresponds to the mo- 
ment, when the bubble Comes into contact with the wave-guides. The previous 
maximum A is caused by a positive superposition of the direct ultrasound wave 
propagating from one probe tip to the other with the signal reflected at the bubble 
surface. Minimum B results from an anti-phase superpasition of the Wo waves. The 
decrease towards minimum D is clearly caused by the covering of the sphere-shaped 
ends of the wave-guides. The rising slope between points E and F is connected with 
the successive re-wetting of the probe. Some subsequant signaf fluctuations are the 
result of the gas-liquid boundary rnoving along the cjrlindrical park of the wave- 
guides. The amplitude of these fluctuations is less than the osciffations during the 
approach of the bubbte. 
3.7.4 Bubble velocity measurement 
The evaluation of the time difference between the maxirnums A and 6 can be used to 
determine the bubble velocity. This was done for an snsembie of severd bubbles. 
The velocity found as a quotient of the sensible distance (1 mm) divided by the time 
difference was compared to a velocity obtained by evaluating the high-speed video 
frames (Fig. 3.16). The bubble rise velocity was varied by using liquids with different 
viscosity. 
Fig. 3.16 Comparison between bubble velocities obtained optkally and by the probe 
3.7.5 Bubble size estimation 
From the measured bubble velocity and the contact period, the bubble size can be 
estimated. This was done for an assembly of bubbles. The result was compared by 
bubble diameters obtained from the high-speed video frames (Fig. 3.1 7). We assume 
that the measuring error of 15 % is caused by the deformation of the bubbles, which 
obtain an elliptical instead of a spherical shape. 
I 
0 1 2 3 4 5mrv 
Viwd estimdion (him-sped 
Fig. 3.17 Comparison of bubble diameters 
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3.8 Test of the gas fraction measurement in case of small bubbles 
For these tests, a special bubble generator was designed and constructed, which is 
able to produce small bubbles with diameters down to several Pm. It is based on the 
saturation of water with air in a pressure vessel at a pressure of about 6-7 bar. The 
saturated liquid is depressurised through a small nozzle. Due to the pressure de- 
crease, the degassing process starts and swarms of very small bubbles appear in the 
liquid. 
F@ 3.18 Screen dump and h@h-speed vaeo frame for a fwephase flow with a low 
quantity of small bubbles 
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The interaction of the small bubbles with the probe was at first studied by high-speed 
video observation (Figs. 3.18 and 3.19). The video frames (A) are processed to in- 
crease the contrast by image processing methods (contour extraction), the result is 
shown in frame D. A comparison is given between video frames and the measuring 
result. The latter is presented in form of screen dumps of the measurement control 
screen. Here, Fi denominates the gas fraction, D the mean bubble diameter and Con 
the particle concentration [IIW], calculated according to the theory in chapter 3.5.2. 
Fig. 3.19 Screen dump and high-speed video frame for a Wo-phase flow with large 
quantw of sma/l bubbles 
A quantitative check of the accuracy was performed by comparing the measured 
mean bubble diameters with the results of measurements of a Phase Doppler Parti- 
cle Analyser (PDPA). For this purpose, the air-saturated water was injected into main 
water flow of the vertical test section of the two-phase flow test loop MTLoop. In the 
result, a two-phase flow at a well-defined water velocity with very small bubbles was 
generated. The channel was equipped with a 100 mm high observation window 
made of a transparent perspex tube. The PDPA was applied through the perspex 
wall. The results of the comparison is given in Fig. 3.20. 
Phase-Doppler Particie Analyser (PDPA) 
Fig. 3.20 Comparison behveen mean bubble diameters obtaind by the local 
ultrasonk probe and the PDPA 
3.9 Nomenclature 
a - weight coefficients 
C rn/s velocity 
d m diameter 
f m3 correction factor 
J wt/m2 ultrasonic signal intensiv 
k l/m3 correction factor 
I m length 
N - quantity of bubbles 
effective cross-section 
total time of measurement 
volurne 
probability 
average steam fraction 




n - quantity bubbles p kg/m3 density 
no l/m3 bubble concentration o - root-mean-square 
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4. Single point probe 
This part of the report deals with the development of high frequency immersing 
probes for the measurement in fluids of high parameters, using longitudinal waves. A 
single point probe is used in active and passive working modes. A special technology 
to produce wave-guides results in an increase of the working frequency into ranges 
up to 10 MHz. The single point probe can be used for the measurement of gas frac- 
tions or the velocity of thle gas-liquid inter-phase surface as welt as velocity meas- 
urements in single phased liquids. The theoretical basics of probe design including 
wave-guide, piezoelectric crystal and radiating-receiving surface are described. As an 
example, test measurements of the velocity of a liquid sodium flow are described. 
These tests were perforrned at the sodium loop NATAN of FZR (Dept. of Magneto- 
hydrodynamics). 
4.1 Functioning of the single point probe 
The process of wave spreading in wave-guide is dominated by the resonance phe- 
nomena, which is defined by the relation between geometrical dimensions and fre- 
quency. For the description, the dispersion of longitudinal waves must be taken into 
account. It depends on the physical properties of the wave-guide material, the geo- 
metrical parameters, the wavelength and the wave propagation velocity (speed of ul- 
trasound). The wave equation for waves travelling along the axis of a wave-guide are 
solved by the function: 
where: z - coordinate; y = 2n.A = d c  - constant of speed; X - wavelength; C - phase 
wave velocity; o - ultrasound frequency; t - time. In case of a cylindrical wave-guide, 
an exact solution of the wave propagation equation can be found. Axis-symmetrical 
longitudinal waves are described by the Pohgamer equation: 
where: C?= ( d c ~  )*-f ; ß2 = (dcT )-$ ; CI = - propagation velocity of lon- 
gitudinal waves; - propagation velocity of flexural (bending) waves; a - ra- 
dius of wave-guide; p, X- Lame constant; p - wave-guide material density; JO, J1 - 
Bessel's functions. 
The dependence between constant of spread y, frequency and geometry of the 
wave-guide are deterrnined by the dispersion coefficient. Thereby the dependency 
between phase wave velocity and frequency are determined. The dispersion cmffi- 
cient for longitudinal waves is shown in Fig. 4.1. 
For the description of a wave-guide with rectangular cross-section, the theory of 
wave propagation in an infinite plate is used, the width of whicb is greatsr than the 
wavelength. The dispersion equations for longitudinal and flexural normal wavies are: 
Where, h is the thickness of 
the plate. 
Graphs of the dispersion of 
longitudinal and flexural 
waves in endless plates are 
presented in Fig. 4.2. The 
behaviour of dispersion lines 
for the plate and for cylindri- 
cal wave-guides are analo- 
gous. A maximum of disper- 
sion (the dependence veloc- 
ity of acoustical waves from 
frequency) in field of low fre- 
quency is observed. For the 
bad waves of higher order, 
attenuation is increased afler 
increasing the cross-section 
size and the working fre- 
quency. Beginning from a 
certain working frequency, 
the quantity and direction of 
Fig. 4.1 Dispersion of longitudinal waves 
&, LI, L2 - longitudinal waves of 0, 1 , 2  orders 
Cl - velocity of longitudinal wave in Jine rod 
the irradiated energy is increased in comparison to a cylindrical wave-guide. 
4.2 Design of coiled wave-guide sensor 
An infinite plate has some ad- 
vantages in the region of high 
frequency. Therefore, a new type 
of wave-guide was developed. 
The so-called coiled wave-guide 
consists of a thin foil of stainless 
steel, which is wrapped to form a 
cylindrical rod of a certain di- 
ameter much larger than the 
thickness of the foil. The latter 
approximately equals the wave- 
length. The acoustic sensor on 
basis of such a coiled wave- 
guide is shown in Fig. 4.3. Each 
layer of foil forms an individual 
wave-guide, wfiich works inde- 
pendently from the other layers. 
The waves are in phase, the irra- 
diated acoustical energy is a re- 
suit of a positive superposition of 
the waves in each layer. 
Fig. 4.2 Dispersion of the wave propagation velocity 
in an endless plate of 0.3 mm thkkness 
Fo, F,-bending wave; b, LI-longitudinal wave 
For effective radiation into the meas- 
uring fluid, the radiating surface is 
formed by a large number of layers. 
For the hermetisation of the probe, 
the immersed part of the wave-guide 
is put into a protective top and fixed 
with the top by welding. In order to 
protect it from mechanical damage, 
the probe is placed into a protective 
case. The main technical character- 
istics of the single point probe are 
shown in Fig. 4.4. The main pa- 
rameters are: maximum of working 
temperature - 400 'C; maximum 
pressure 15 MPa; material of wave- 
guide - steel 08CrNiTil8.10; diameter 
of wave-guide - 7 mm; working fre- 
quency - 4 MHz; angle of radiation - 
90'; angle of beam widening - 1.70; 
near area - 25 mm; attenuation coef- 
ficient in the electric-acoustical line - 
7. The Sensor is calibrated in impulse 
mode. 
4.3 Example of application 
The single point probe was con- 
nected to an ultrasonic test monitor of 
the SONY company and tested in re- 
flection mode. The velocity profile of 
a liquid sodium flow was measured in 
the sodium loop NATAN. Previously, 
the main characteristic of single point 
probe were determined in a water 
flow in the laboratory of TUNN. After 
that, the single point probe was 
mounted into the sodium circuit of 
Rossendorf. It was placed into the 
test channel under an angle of 70' to 
Fig. 4.3 Design of single point probe with 
coiled wave-guide 
1 - case; 2 - radiation area; 3 - protective top; 4 - 
wave-guide; 5 - distance element; 6 - mbbes-plug; 
7 - connector; 8 - acoustic converter 
the axis of the cross-se6tion. The working temperature of the liquid sodium was 
200 'C. The velocity of liquid sodium was varied in range from 0.2 to 1.0 mls. Some 
experimental data of velocity profile variations in the cross-section of the channel are 
showed in Fig. 4.5. 
4.4 Conclusions 
The new type of coiled wave-guide allows to design sensors, which can work on a 
higher frequency, than traditional wave-guide sensors. This is an important result for 
non-intrusive high-temperature applications, where a dir& rnounting of the pieme- 
lectric crystal to the surface of the experimental or industtiat facility is not possibie. 
Fig. 4.4 Acoustical beam shape of the single point probe 
Velocity [mls] 
Depth [mm] 
F@. 4.5 Measured velocily profjie at the FZR sodiurn hwp 
5. Non-invasive through-transmission sensors 
This patt of the report deals with the development of non-invasive sensors for gas 
phase measurements in pipelines, based on an uitrasonic through-transmission 
technique. Special wave-guide transducers are flanged to the outer wall of the pipe. 
This allows to apply the sensor in case of high temperatures inside the pipeline. It 
can be used for gas fraction as well as gas phase velocity measurements. The theo- 
retical basis of the sensor design and two types of devices with their technical char- 
acteristics are presented. It will be furthermore reported about test measurements at 
the two-phase flow test loop MTLoop in Rossendorf and at the Pilot Plant Pipework 
(PPP) facility of UMSICHT in Oberhausen. 
5.1 Working principle of the non-invasive sensor. 
The function of the sensor is based on the excitation of bending waves (transversal 
waves) in the wall of the pipeline. These transversal waves generate ultrasound 
sources, when they arrive at the inner surface of the pipe wall. The ultrasound beam 
is irradiated under a well defined angle O to axis of pipeline and can be received by 
a sensor of identical design at the other side of the tube (Fig. 5.1). In this respect, the 
wall of the pipe acts as wave-guide. At the parallel contact surface with the fluid in- 
side the pipe, a mode transformation takes place and the final longitudinal ultrasonic 
wave is generated. 
Fg.5 1 Working principle of the non-invasive sensor, mode 
transfotmation at the inner wall surface 
When we assume that the liquid is non-viscous and energy iosses in the wavs-guide 
material are neglected, the attenuation of the bending waves in the flat wave-guide is 
only caused by the irradiation of sound into the liquid. An approximats expression for 
the coefficient of attenuation of flexural waves (Jor the case kh»l) is: 
where: 
h - wave-guide thickness; C, - propagation velocity of longitudinal waves in the wave- 
guide at f 0; m2d; f - ultrasound frequency; pi - density of the liquid; pf - density of 
wave-guide; CI - speed of sound in the liquid; k - wave coefficient, I - length of wave- 
guide. 
In case that ohc, >2ct2, the coefficient a is real and sound is irradiated into the liquid. 
The propagation velocity of bending waves depends on the frequency in the low- 
frequency range: 
Operational frequency and wave-guide thickrmess are deterrnined by functions (5.1) 
and (5.2). The angle O between the wave vector and axis of the pipe is determined 
by the ratio between the speed of sound in the liquid and the propagation velocities 
of the bending waves: 
The radiation angle depends on the frequency, since the speed of sound in the liquid 
and the propagation velocity of the bending waves are functions of the frequency, 
too. The attenuation of an acoustic wave in the wave-guide immersed in liquid is de- 
termined as follows: 
5.2 Functional elernents and physical characteristics of the sensor 
The non-invasive wave-guide sensor consists of three functional parts: electrical- 
acoustic converter, wave-guide communications line, radiating-receiving element. 
The acoustic converter with piezo-crystal disc and lap was designed to generate 
bending waves. The piezo-cfystal converter is attached to the lateral surface of the 
wave-guide (Fig. 5.2). The dimensions of the piezo-crystal converter and the steel lap 
heights and their position determine the amplitude-frequency characteristics of con- 
verter. 
The ampiitude-frequency characteristic of a bending waves converter with a wave- 
guide of rectangular cross-section of 25x15 mm made from steel XGCrNiTil8.10 
and a piezo-crystal converter with a height of 0.9 mm made from zirconate-titanate of 
lead and a lap made from steel XGCrNiTil8.10 is presented on Fig. 5.3. 
The operating frequency is 400 kHz, the propagation velocity of the bending waves in 
the wave-guide is 3000 mls. With a piezo-electric converter attached at the distance 
U2 (where-h is length of waves) from the free end of the wave-guide (it is equal to 
2.5 mm), a maximum width of the operational frequency range is realised. The 
transmission coefficient of this converter reaches 0.4-0.5, The relative width of the 
operational frequency range (6 dB) is between 0.3-0.4. 
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An elastic hermetic covering of the piezo-crystal - lap system expands the amplitude- 
frequency characteristics by 20-30%. In this case the resonance frequency of the 
converter is de- 
creased by 5-7 % 
and the transmis- 
sion is decreased 
by 15-20 %. 
Another method of 
bending waves 
generation is 
based on trans- 
formation of longi- 
tudinal waves into 
bending waves at 
the contact sur- 
face between 
wave-guide and 
outer pipe surface. 
In this case, the 
piezo-electric con- 
verter located at 
the back face of 
the wave-guide 
generates longitu- 
dinal waves (Fig 
5.4). At the sharp 
90 deg bend of the 
wave-guide nearly 
70 % of the en- 
ergy of the longi- 




I- wavegu ide 
F@. 5.2 Acoustkal converter generating bending waves 
a) - with elastk herrnetlic covering of the wave-guide end 
b) - without elastk hermetk coverina of the wave-auM'e end 
The amplitude-fre- 
quency characteri- 
stics of converter with a rectangular cross-section of 2,5x1,5 mm made from zirco- 
nate-titanate of lead-19 located on the free end of wave-guide with an qua1 cross- 
section made from steel XGCrNiTil8.10 is shown in Fig. 5.5. The operating frequency 
is 500 kHz, the relative band width is 0.7. The transmission coefficient of this con- 
verter reaches 0.4. 
Cylindrical wires, stripes, rods of rectangular cross-section can bs used for the 
manufacturing of wave-guides. Two rubber plugs are used for the support of shorl 
(C 0.5 m) wave-guides. 
The radiating-receiving element having form of core approximating along pipe axis 
and location on the intemal surface was produced. ?%e acoustical contact is provided 
by using of polish on the lwation place and by using d wntactirtg layer fram soft 
metal (copper, lead.. .). 
The radiation di- 
rection field of the 
radiating-receiving 
element with a 
rectangular cross- 
section of 2.5x1.5 
mm and a length 
60 mm mounted 
onto a pipeline of 
40 mm outer di- 
ameter of 40 mm 
and 4 mm wall 
thickness is given 
in Fig. 5.6. The 
material of the ra- 
diating-receiving 
element and the 
wall of the pipeline 
is identical (steel 
0 200 400 600 frequency [kHz] 
Fig. 5.3 Amplitude-frequency characteristk of the acoustkal 
convetter working in bending wa ves mode 
the operating frequency is 400 kHz. The fluid is water under normal conditions. By 
measuring the radiating direction field it was shown that the experimental angle of in- 
clination of the main lobe is 38 de- 
gree. This is in good agree with the I 
theoretical angle (32 deg). De- 
pending on the operation frequency 
the angle of inclination is changed. 
The effective radiating point is lo- 
cated at a distance 1 0-1 2 mm from 
the front edge of the radiating- Fg- 5.4 Acoustkal convetter for longitudinal 
receiving element. This is equal to waves 
1.5-2 lengths of bending waves. The 
radiating direction field was received under normal condition in water, as well as in 
acetone and hexane. At room temperature, the latter liquids have the Same acoustic 
properties as saturated water at a pressure of 4.4 and 8.5 MPa, respectively, and 
were used as model Iiquids for pressurised water. 
The thickness of the radiating-receiving element must be adapted to the wall thick- 
ness of the pipeline by using the following expression: 
where: - total length of wave System consisting of radiating-receiving element + 
pipeline wall. For the formation of an acoustical field with a maximum radiation en- 
ergy the length of the radiating-receiving element is selected according to 
Contact paste is used to press the radiating-receiving element to the pipe surface, 
because the bending oscillations of the wave-guide are not symmetrical. The paste I 
provides an acoustical "soft" fastening (non-hindrance of micro-moves). 
frequency [kHz] 
Fig. 5.5 Amplitude-frequency characteristic of the con- 
verter for longitudinal waves 
F@. 5.6 Acoustkal field of the radhting- 
recebing element 
5.3 Design and field of application. 
Two design versions of the non-invasive through-transmission Sensors are shown in 
Fig. 5.7 and Fig. 5.8. In case of Fig. 5.7 the radiating-receiving element has a rectan- 
gular cross-section of 2.5x1.5 rnm and a length of 10 mm. It is pressed to äie pipe 
sutface by copper screws (M6). The wave-guide communications line has a lengtb of 
350 mm. It is placed into a protective tube of 10 mm diameter and a wall thickness of 
4 mm by using heat-resistant rubber plugs. The disk-shqsd piezo-c.irsbl converter 
is made from zirconate-titanate of lead-19 and has a diamter of 2.5 mm and a thick- 
43 
ness of 0.8 mm. It is soldered to the face of the wave-guide back end. The free sur- 
face of the piezo-crystal and the wave-guide is covered by silicon sealing compound. 
The amplitude-frequency characteristic of the converter shows a single resonance 
with a central frequency of 400 kHz. The bandwidth (6 dB) is 250 kHz. The connec- 
tion with the electrical communication line and the protection from electromagnetic 
disturbances is realised by a differential transfonner. The sensor works as follows: 
The electro-acoustic converter generates ultrasonic pulses of the required frequency 
and duration. They propagate along the wave-guide to the radiating-receiving ele- 
ment, exciting oscillations in the radiating-receiving element and the pipe wall. In the 
result, an ultrasonic wave is irradiated under the angle 0. In dependence from the 
measuring tasks one or more sensors can be operated in the regime "transmission- 
receive", or two sensors can be applied, one in transmitter the second in receiver 
mode. 
Fig. 5.7 Design of non-invasive sensor 
1 - pipeline; 2 - case; 3 - radiating-receiving element; 4 - wave-guide; 5 - piezo-ctystal 
In the design given in Fig. 5.8 the radiating-receiving element is pressed to the pipe 
surface using a pressing nut. This allows to separate the body of sensor from the 
collar, which mounted on the pipe. This technical decision allows to use the same 
sensor for different pipe diameters by changing the dimensions of the collar. 
F@. 5.8 Desbn of separable nun-invasive Sensor 
I - pipeline; 2 - case; 3 - radhting-raeiving element; 4 - wve-guKie; 5 - acoustkal 
convelter; 6 - dHerentiaf transfotmst; 7 - connectm 8 - coflac S1 - screws 
5.4 Signal acquisition 
The signal acquisition is carried out similarly to the function of the signal acquisition 
unit used in case of the local wave-guide probes (chapter 3.3), i.e. the received pulse 
is analysed by a peak detector circuit, which is activated by a strobe pulse derived 
from the excitation trigger. The delay between excitation and rising edge of the strobe 
as well as the duration of the strobe must be Set up according to the time total delay 
of the ultrasound in the wave-guides, the pipe walls and the measuring fluid. 
For operating a single sensor in transmission/receive mode, the excitation pulse and 
the receiver cascade are connected to the Same piezo-converter. This mode is simi- 
lar to the pulse-echo mode of ultrasonic testing devices. For a through-transmission, 
a separate crystal is used to receive the ultrasound after propagating through the 
measuring fluid. In this case, excitation output and receiver input are separated from 
each other. 
The signal acquisition unit delivers a voltage signal in a range between 0 and 5 V. 
This signal reflects the amplitude of the received ultrasonic energy with a measuring 
rate equal to the repetition rate of the excitation pulse. It contains information about 
the acoustical properties of the measuring fluid. For void fraction measurements, it 
must be calibrated by comparison to another reference method. 
The voltage signal is digitalised by an AD converter and processed by a micro- 
controller MC68340. Four channels are connected to one micro-controller. The con- 
troller is linked to a data acquisition PC via serial interface. A view of the sensor to- 
gether with the signal acquisition unit and the processor unit is given in Fig. 5.9. 
Fig. 5.9 View of the non-intrusive ultrasonlic probes mounted on a 50 mm test tube 
together wifh signal acquisition unit (Ieftf and processor unit (right) 
5.5 Calibration 
A calibration was carried out at the two-phase flow test loop MTLoop in a vertical up- 
wards air-water flow. The output voltage of the ultrasonic device was compared to the 
readings of an electrical wire-mesh sensor. For the purpose of a direct comparability, 
the two-dimensional gas fraction distributions measured by the wire mesh sensor 
were used to calculate average values along the through-transmission chord of the 
non-invasive ultrasonic wave-guide Sensors. 
At first, signals of both pulse-echo mode and through-transmission mode were re- 
corded for different combinations of the superficial velocities of air and water in the 
test section. The superficial velocities were varied in the ranges of 0.0024 m/s I Jdr I 
12 rnls and 0.044 m/s I Jwater I 4  m/s respectively. Fig. 5.10 presents the output volt- 
age in through-transmission mode, averaged over a measuring period of 120 s, plot- 
ted against the linear average of the wire-mesh data, M ich  was averaged over 10 s. 
electrical vvinmerh ssnsor 
linear gar fraction average 
Fig. 5-10 Amplitude of the ultrasonk through-transmissbn signai compared to the 
gas fraction measured by the electrical wire-mesh sensor 
A significant dependency between gas fraction and ultrasound arnplitude, which is 
worth calibrating, can be found only in the range of gas fractions below 12-13 %. In 
this range and at velocities below 2.5 m/s, the following linear expression can be 
used to obtain gas fractions: 
Using üiis method, the test points lie in an error band of f 0.02 (absolute gas fraction 
error +_ 2 %), wt-iich rneans an approximate relative error of & 16 % reiated to the 
range of 0 r E 0.125 (rnaximum gas fraction 12.5 W ,  Mich  is the vaDdity range of 
eq. (5.7). This result is illustrated in Fig. 5.1 1. The test points obtained at a higher 
velocity have shown a faster decrease of the ultrasound amplitude with growing gas 
fraction. We believe that this is caused by a significant change in the bubble diame- 
ter, which decreases with growing velocity. 
electrical wire-rnerh sensor eps E] - 
F@. 5.1 1 Accuracy of E9. (5.7) in the void fraction range below 12.5 % 
Concerning the gas fractions above the limit of 12.5 %, the high damping of the ultra- 
sound makes an application impossible. When the density of bubbles is too large, the 
ultrasound beam is completely interrupted and a further increase of the gas fraction is 
not reflected by öle signal. Summarising we can state that the described ultrasonic 
through-transmission method can be used to asses the volumetric gas fraction in the 
range of low gas fractions. It can be used to detect the onset of bubble generation. 
Due to the low accuracy it is rather a warning device for bubble detection than a gas 
fraction meter. 
In Fig. 5.12, the result of the pulse-echo measurements is shown. In this case, an 
unequivocal dependency from the volumetric gas fraction cannot be found. The 
pulse-echo mode was therefore not used for practical measurements. 
5.6 Application in water hammer experiments 
In the frame of a joint research with Fraunhofer UMSICHT Oberhausen in the frame 
of a project funded by BMBF [5.1], the through-transmission Sensors were applied to 
detect a cavitation bubble behind a fast acting flap-valve in a pipeline. Two test pipe- 
lines with inner diameters of 54.3 mm respectively 108 mm were used. They were 
operated with water at ambient conditions. The ultrasonic energy was only sufficient 
tu record signals on the 54.3 mm pipeline. In the tests, the growing cavitation bubble 
was observed by a sharp decrease of the ultrasonic signal, occurring when the gas 
phase reached the position of the corresponding through-transmission device. An 
example of the obtained results is shown in Fig. 5.13. 
electrlcal wire-mesh sensor 
linear gar h c t k n  average ePs 
Fig. 5.12 Amplitude of the reflected ultrasonk signal compared to the gas fraction 
measured by the electrkal wire-mesh sensor 
F@. 5.13 Example for a cavitation bubble detection by a non-htrusive ufirasonlic sen- 
sor located 0.75 m downstream the fast acting vahe at Ihle Pilot Plant Pipework test 
facility of Fraunhofer UMSICHT [5. I ]  
The Sensor was mounted at a distance of 0.75 m downstream of the fast acting flap 
valve, Wich was activated at t=O. After the closing tome of approximately 100 ms the 
cavitation bubble occurred. The length of the bubble is a function of time (x(t)) shown 
in Fig. 5.13. The maximum length depends on the initial water velocity, M ich  is the 
parameter in the figure. The indications of the ultrasonic device about arrival and 
vanishing of the bubble are in good agreement with a theoretical model predicting a 
time dependency of the length close to a parabolic law. 
5.7 Reference 
[5.1] H.-M. Prasser, A. Böttger, J. Zschau: Entwicklung von Zweiphasenmeßtechnik 
für vergleichende Untersuchungen zur Beschreibung von transienten Strö- 
mungen in Rohrleitungen, Abschlußbericht FZR-233 zum BMBF-Vorhaben 
1 1 ZF950411, August 1998. 
6. An ultrasonic mesh sensor for two-phase flows visualisation 
This patt of the repott presents an ultrasonic mesh sensor for the visualisation of 
transient two-phase flow in pipes. Design and operating conditions of the device are 
described in detail. Special emphasis is given to the first experimental tests of the ul- 
trasound System. The results of a quantitative and qualitative comparison between 
the ultrasonic mesh sensor and the electrical wire-mesh sensor developed by FZR 
are discussed. The advantages and disadvantages of the ultrasound device are out- 
lined. 
6.1 Working principle of ultrasonic mesh sensor 
Based on the positive results of the local ultrasonic wave-guide probe (see chapter 
3), the idea was born to develop a mesh sensor similar to the electrical wire-mesh 
sensors of FZR. For this purpose, the electrodes of the wire-mesh device were re- 
placed by wave-guides. The local instantaneous presence of the liquid phase is de- 
tected by the intensiv of the ultrasound transfer from a transmitting wave-guide to a 
receiver wave-guide instead of the measurement of the local electrical conductivity. 
The new device is 
therefore based on the 
measurement of the 
acoustic conductivity 
of the two-phase mix- 
ture in local points, 
which are equally dis- 
tributed over the cross 
section of the flow. 
The sensor consists of 
two groups of ultra- 
sound wave-guides. 
The wave-guides of 
the first group (trans- 
mitter wave-g uides) 
are used to irradiate 
acoustic waves into 
the two-phase mixture. 
The ultrasound wave- 
transmitt& waveguides 
F g  6.1 Simpliied scheme of an ukmsonk mesh sensor 
with six wave-guides 
guides of the second group (receiver wave-guides) receive the acoustic waves 
transmitted throwgh the measuring fluid in the control volumes. The simplified six- 
wave-guide scheme of the ultrasound wave-guide sensor is shown in Fig. 6.1. fhe 
transmitter wave-guides are cylindrical rods, Wich are excited by piezo-crystals fixed 
to their ends outside the measuring cross section. Ultrasonic waves are irradiated 
into the fluid from the lateral surface of these wave-guides. If there is liquid (e-g. wa- 
ter) in the measuring volume, the attenuation of ultrasound propagating throtagh the 
measuring volume is insignificant. In the result, the waves reach the end of the W- 
ceiver wave-guide, Mich are oriented towards the transmitter rod. After transfonna- 
tion into electric signals by a piezo-crystaf, fixed to the outer end of the rsceiver 
wave-guide, the amplitude of the received waves is registered by the electronic biock. 
lf the control volume is filled with gas or vapour, the ultrasound is not irradiated due 
to the bad matching of the acoustic impedance of steel arid gas. The signal does not 
appear at the receiver wave-guides. During a measuring cycle, the transmitter wave- 
guides are activated in a successive order. During the excitation of a selected single 
transmitter wave-guide, the signals of all of the receiver wave-guides are recorded 
simultaneously. After the last transmitter wave-guide has been activated, a two- 
dimensional matrix of electric signals is completed that reflects the acoustic conduc- 
tivity of the two-phase mixture in all local control volumes formed between both 
groups of ultrasonic wave-guides. 
The ultrasonic mesh sensor is connected to an electronic block (signal acquisition 
unit). The operation of the device is controlled out by means of a personal computer, 
which is connected to the electronic block. A schematic view of the ultrasound wave- 
guide system is shown in Fig. 6.2. 
Fig. 6.2 Schematk view of the ultrasonic mesh sensor 
Before experiment, during the calibration procedure, data of two extreme situations 
are stored in the memory of the PC - matrix of values of signals in gas phase and 
matrix of values of signals in liquid phase. According to these values the levels of 
discrimination for different gas fraction distributions are established. 
6.2 Sensor design 
Two types of Sensors have been developed (Fig. 6.3). The first sensor (prototype No 
1) consists of a metallic frame where the transmitter and receiver wave-guides are 
fixed (Fig. 6.4). Design and layout of the wave-guides are such, that 48 sensitive 
points are formed, which are equaliy distributed over the Cross section of the pipeline 
(nominal diameter 50 mm). 
The control volumes are formed between cylindrical transmitter wave-guides and 
perpendicuiarly located receivers. For the receiver wave-guides wires with a diameter 
of 0.8 mm are used, the transmitter wave-guides consist of capillaries with a diameter 
of 1 .I mm. The free end of the receiver wavei-guide is oriented to the lateral surface 
of the transmitter wave-guide. The gap between them is 1.0 mm wide. Thin-walled 
capillaries were chosen as transmitter wave-guides to increase the irradiation of ul- 
trasound energy into 
the two-phase mixture. 
There are independent 
receiver wave guides 
for either the left and 
the right half of the 
cross section. 
The described design 
has two important ad- 
vantages: (1) it guar- 
antees a high sensitiv- 
ity of the sensor, be- 
cause of control vol- 
umes of an optimal 
geometry, (2) pairs of 
transmitter wave- 
guides, coupled to in- 
dependent sides of the 
receivers, which al- 
lows to increase time 
resolution by factor 
two. This sensor has 
been used success- 
fully in a number of 
experiments. 
In order to simplify the 
complicated design of 
the prototype No I and 
to reduce the dimen- 
sions of the wave- 
guides for decreasing 
the feedback to the 
flow, a second type of 
sensor was developed 
Fig. 6.3 Two types of ultrasonk mesh sensors 
a) Prototype MI (48 sensitive points) 
b) Prototype Ne2 (37 sensitive points) 
(Fig. 6.3b, Fig. 6.5). It consists of two planes of wire grids with 7 wires of a diarneter 
of 0.8 mm. This results 37 sensitive points over the cross section (nominal diameter 
50 mm). The wave-guides of the first plane are transmitters, the wave-goides of the 
second plane work as receivers. The angle between the wave-guides of both planes 
is 120 deg, the distance - 1.0 mm. The wave-guides of both types have special con- 
cavities (Fig. 6.5, view-l) to increase the sensitivity of lhe sensor. 
In case of the first sensor, the irradiation of acoustic energy is carried out du@ to ra- 
dial fluctuations of the transmitter wave-guides, i. e. only longitudinal waves are used. 
In contrast to that, prototype Ne 2 uses fiexural waves. The mode transforrnation is 
realised by the small concavities, Wich act as punctual sources and receivers of ul- 
trasound. 
The main advantage of the second prototype compared to the first one is the simplic- 
ity of the construction. Furthermore, the sensor of the second design is more reliable 
in operation, it is more suitable to the large mechanical loads. In addition, the simpli- 
fied design makes it more easy to adapt the sensor to larger pipe diameters than 
50 mm. Last but not least, the reduced dimensions of the wave-guides decrease the 
disturbance of the two-phase flow caused by the intrusive device. 
F@. 6.4 Sketch of the uitrasonk wave- Fig. 6.5 Sketch of the ultrasonk wave- 
guide Sensor (prototype No I )  guide Sensor (prototype No 2) 
Both types of sensor are manufactured from corrosion proof steel. It allows to use 
the device for Wo-phase flow measurements even under hostile conditions, which 
are met in industrial facilities. 
6.3 The peculiarities of the eledronic hardware 
The electronic block contains an electronic circuit for the control of the device. During 
the measurement cycle, the piezoelectric transducers of the transmitter wave-guides 
are activated by Zhe electric pulses from the pulse generator. The basic control and 
measuring signals are shown in Fig. 6.6. From the diagram we can See that there are 
two factorc putting simitations on the time resolution (i.e. the repetition rate) of the ul- 
trasound wave-guide device: 
1. The first fimiting factor is ttie relatively lolw speed of sound in the wave-guidec 
(5000 n/s for longitudinal acoustic waves, 3000 Ws for fi exurat acoustic waves). 
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F@ 6.6 Diagram of the control sgnals and the sgnal acquisition 
In order to reduce the first limitation we used wave-guides as short as possible. For 
the reduction of the reverberation, a damping of the construction elementc by thin 
copper wire coils was applied. 
The software developed for the ultrasound wave-guide sensor ic similar to tbat de- 
veloped by FZR for the electncal wire-mesh sensor. 
6.4 Test results in an air-water flow 
Both types of ultrasonic mesh Sensors were tested at the two-phase flow foop 
(MTLoop) of FZR. A qualitative and quantitative comparison of the measurement re- 
sults obtained by the ultrasonic mesh sensor with the readings of the electrical wire- 
mesh sensor was carried out. The ultrasonic sensors were fixed in a vertical pipe 
section of the test facility, a vertical pipe of 51.2 mm inner diameter, by means of 
flanges. In experiments with the Prototype NQ I the ultrasound sensor was placed at 
a distance of 45 mm behind the wire mesh sensor. In experiments with the prototype 
NI 2 the ultra- 
sound sensor was 
placed at a dis- 
tance of 45 mm in 
front of the wire 
mesh sensor. 60th 
types of ultrasonic 
mesh sensors 
have been tested 
at different gas 
fraction distribu- 
tions, established 
by supplying the 
test section with 
well-defined flow 
rates of air and 
water. Experi- 
ments were car- 





and a temperature 
of 30 "C. The su- 
perficial velocity of 
air was varied 
within the range 
from 0.0025 d s  to 
12 m/s. That of 
water was varied 
from 0.04 to 4.05 
d s .  
Fig. 6.7 presents 
the results of a 
selected experi- 
mental tests. The 
measurement was 








Fg. 6.7 Vi~fual sectional views of the Wo-phase flow, transi- 
tion from bubble to annular flow 
superficial water velocity: I m/s; sensor No 1, time 
resolution: 200 Hz. 
the prototype ßfQ 7 of the sensor. Virtual sectional views of the fiow structure were 
generated by taking instantaneous gas fraction distributions over the diameter of the 
measuring cross-section from the Mo-dimensional sensor data. These gas fraction 
distributions were transformed into colours and plotted in a column beginning from 
the top and moving downwards with increasing time. This procedure was realised off- 
line in the data evaluation computer. To inerease the quality of the imaging, a linear 
interpolation within the cross-sectional images was applied. The images of the gas- 
water flow are qualitatively similar to those obtained with wire-mesh sensor [6.2]. 
Fig. 6.8 shows the qualitative comparison of sequences of individual frames and of 
virtual sectional views recorded in a vertical plug flow with the ultrasonic mesh sensor 
prototype NQ 1 and 
with the electrical 
wire-mesh sensor of 
FZR with 16 X 16 
sensitive points in- 
side the cross- 
section. 
It is clearly visible, 
that both methods 
are able to reproduce 
the flow structure 
similarily. The spatial 
resolution of the 
electrical sensor is 
better because of the 
larger number of 
wires in comparison 
to the wave-guides of 
the ultrasonic sensor. 
The time resolution is 
also better; in order 
to have a direct 
comparison, the 
electrical wire-mesh 
sensor was operated 
at a reduced meas- 
uring rate adapted to 
the rate of 200 
frames per second, 
delivered by the ul- 
trasonic device. An 
important observa- 
tion is that the ultra- 
sonic device often 
indicates too much 
water in the cross 
section. In some im- 
ages, droplets sitting 
between the trans- 
mitter and receiver 
wave-guides are 
visible, which cause 
the false indication of 
water inside the part 







Fig.6.8 Comparison of sequences of frames and virfual 
secthal vkws orQinating from a vertkalplijg flow 
left: electrical wire-mesh sensor 
right: ultrasonic mesh sensor 
clas f ractio 
which is occupied by the air 
plug. This is a disadvantage of 
the first sensor design with its 
rather thick wave-guides. 
Fig. 6.9 shows the qualitative 
comparison of the virtual sec- 
tional views for bubble, plug and 
annular flows. The pictures ob- 
tained by the electrical wire- 
mesh sensor and the ultrasonic 
mesh sensor are slightly differ- 
ent. The reason of the dis- 
agreement between the resuits 
is the lower spatial and time 
resolution of the ultrasonic de- 
vice. Another weak point is the 
mentioned local overestimation 
of the liquid fraction due to 
droplets captured in the gap 
between transmitter and re- 
ceiver wave-guides. This effect 
is again weil recognisable in the 
virtual side views. Nevertheless, 
the ultrasound wave-guide sen- 
sor was found to be well suited 
to flow Pattern studies. 
For the quantitative comparison 
between wire-mesh sensor and 
ultrasound wave-guide Sensor, 
the average volumetric gas 
fractions of time and diameter 
were used. The measured av- 
erage volumetric gas fractions 
for the superficial velocities of 1 
m/s for water arid 0-12 mk for 
air is shown on Fig. 6.1 0. 
The ultrasound wave-guide 
sensors produced a negative 
systematic error, especially in 
the range of bubble and small 
plug flows. The basic systematic 
errors are due to tow spatial and 
time resolution of the wave- 
guide sensors. Correction for 
spatial resolution is needed in 
order tcr reduce these system- 
atic errors. Except for men- 
tioned systematic enors, there 
Jair = 0.015 0.835 4.975 mls 
Jmhr= 0.16 0.26 1.00 mls 
0.00 
time, 
F@. 6.9 Virtual sectbnal vkws for different 
flo W regimes 
left column: electrical wire-mesh sensor 






















are errors due to influence of the sensors on the flow. At a low superficial velocity of 
water droplets accommodate between transmitter and receiver wave-guides. They 
have a significant effect on the reading of the ultrasound device. At a high superficial 
velocity of water artefacts are observed, because acoustic emission takes place in 
the ultrasound wave-guides. These errors can be minimised by a further optimisation 
of the construction of the sensors. For example, a protecting grid of metallic rods can 
be mounted just in front of wave-guides to eliminate the acoustic emission. To reduce 
the effect of the droplets on the reading of the device the distance between transmit- 
ter and receiver wave-guides should be increased. 
C wire mesh sensor 
+ ultrasound waveguide sensor (prototype 2) 
+ ultrasound wavemide sensor (~ro to tv~e  1) 
0 .O 2.5 5 .O 7.5 10.0 12.5 
Superficial velocity of air, m/s 
F@. 6.10 Comparison of average volumetrk gas fractions measured by the eiecfri- 
cal wire-mesh sensor and the ultrasound wave-gukie sensors 
Diameter of the pipe: 51.2 mm; superficial velocity, watec 1.0 m/s; sensors: wire- 
mesh (256 sensitive points), prototype No 1 (48 sensitive points), prototype N9 2 
(37 sensitive points) 
6.5 Test in a steam-water flow 
The ultrasonic mesh sensor was tested in a steam-water flow in the Wo-phase loop 
MTLoop. For this purpose, the electrical heater of the loop was operated and ihe 
pressure was increased up to 25 bar. Measuring points were recorded in the range 
from 6 to 25 bar. The water was circulated with a superficial velocity from the range 
between 0 and 0.4 mls. A heater power of 12 respectively 16 kW was used. The ex- 
periments were carried out by setting up the liquid flow and the heater power. The 
measurement was started, when steady-state conditions were reached, i.e. satora- 
tion pressure and temperature are the result of an equilibrium bebwen heater power 
and heat losses of the test loop. Consequently, the void ifsaction in the vertical test 
section is also a result of this equilibrium. Therefore it cannot be varied freely in a 
wide range, as it was done in the experiments with air injection. 
F@. 6.1 1 Location of the needle-shaped conductivity probes (NI -N7) in the meas- 
uring matrix of the uitrasonric mesh sensor 
The test of the ultrasonic mesh sensor was carried out by comparing the measuring 
results with reference measurements. The void fraction distribution inside the vertical 
test section of 51.2 mm diameter was measured by needle shaped conductivity 
probes, the sensitive tips of which were located at different radial positions. An aver- 
aging of the readings of all 7 probes and the calculation of a time average allows a 
quantitative comparison between probes and mesh sensor. Since the mesh sensor 
deiivers Wo-dimensional void distributions, those measuring position inside the two- 
dimentional matrix were averaged, which correspond to the accurate position of the 
needle probes (Fig. 6.1 1). The result of this comparison is shown in Fig. 6.12. 
The maximum void fraction reached was 13.5 %. The signals of the ultrasonic mesh 
sensor were evaluated by refating the amplitude of the received signals to the refer- 
ence signal obtained for plain liquid and plain steam. The amplitudes for plain steam 
were recorded during a calibration operation before the experiment. The signal levels 
for piain liquid were extracted from the measuring signal by calculating power density 
distributions frorn the measuring signal. This means, the change of the physical 
properties of äFe liquid was taken into account by an adaptive calibration. 
The agreement between needle probes and mesh sensor is satisfying. Unfortunately, 
it was not possible to set-up conditions with higher gas fraction. The flow regime was 
bubble flow in the transition area to slug flow. In Fig. 6.1 3 some examples of virtual 
sectional views obtained by the ultrasonic mesh sensor are shawn. At the lowest 
pressure and the lowest superficial water velocity, the highest void fractions were 
generated, and slugs are clearly visible (Fig. 6.13 A). Inside the slugs, sometimes 
false indications of water occur, which are caused by droplets accommodated at the 
the crossing wave-guides. Fig. 6.14 illustrates this effected by supplying a phase dis- 
tribution over the Cross section during the Passage of a steam plug. 
- A 9.3 bar 
0 11.212 bar 
X 12.315 bar 
- A  17.164 bar 
+ 18.091 bar 
, 24.5 bar 
0 2 4 6 8 10 12 14 
void fraction, needle probes [%I 
Fig. 6.12 Comparison between average voki fractions measured by needle-shaped 
conductivity probes and the uitrasonk mesh sensor in a steam-watsr flow 
parameter: saturation pressure [bar] 
With increasing pressure and water velocity, the void fraction decreases (Fig. 6.13 B 
and C). In Fig. 6.1 3 D, results are shown obtained at nearly 25 bar. The sensor was 
working reliably at such parameters. 
6.6 Conclusion 
The inexpensive device for high-speed visualisation of the two-phase flows is devef- 
oped which is simple to make and to operate. An analysis of the experimental results 
indicate that the ultrasonic mesh sensor has the spatial and time resolutjon *ich is 
adequate for qualitative diagnostic of the different Wo-phase flows over a wide mnge 
of gas fraction distributions. The device can be used to investigate lifie transient Wo- 
phase flows in industrial and experimental equipment. f he  ugrasonic mesh sensor is 
especially useful for the measurement in electrically non-conductiwe ftuids. lt is also 
employed in investigations of the high pressure and high temperature ffows. 
The test results show that additional work is needed to improve the precision of the 
device. The sensor (prototype No 2) has shown that it is capable in working under 
high temperature and pressure (temperature up to 225 "C, pressure up to 2.5 MPa). 
F@. 6.13 Viflual sectional side vkws of the steam-water flow in the vertriCa1 fest 
sectbn of MTLoop, recorded by the uttrasonk mesh sensor 
Column 
pressure [bar] 
heater power [kW] 
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view (A - B) 
Fig. 6. 14 lnstantaneous void fraction distributbn with false water indkation insde 
a slug, regime A shown in Fig. 6.13 
6.7 References 
[6.1] Melnikov V. l . ,  Nigmatulin B. I. The newest two-phase control devices in LWR 
equipment based on ultrasonic and WAT-technology. Nuclear Engineering and 
Design.- I 994.- No 149.- P. 349-355. 
[6.2] Prasser H.-M., Bottger A., Zschau J. A new electrode-mesh tomograph for gas- 
liquid flows. Flow Measurement and Instrumentation.- 1998.- Ns 9.- P. 1 11-1 19. 
7. Project conclusions 
In the Course of the project, new methods of two-phase flow instrumentation were 
developed and are now ready for an application in thermal-hydraulic experiments. 
The state of development is different for the different methods, which were investi- 
gated. Especially the intrusive local void fraction probes based on wave-guides (sec- 
tion 3) have reached a high degree of perfection. The experiments carried out at the 
test loop in Rossendorf, but also the tests at the DESIRE facility in Dem have shown 
that they can be successfully applied to solve the task of local void fraction meas- 
urements in different fluids: (1) high pressure and temperature water under boiling 
condition, (2) two-phase flows with very small bubbles (e-g. under the presence of 
surfactants), (3) organic liquids and refrigerants. They can directly be used for scien- 
tific purposes. The use of stainless steel for all parts of the probes Wich are in con- 
tact with the measuring fluid makes them robust enough even for industrial applica- 
tions. It is therefore recommended to continue the development in the direction of a 
commercial use. 
Ultrasonic mesh sensors are very promising devices for a fast two-phase flow visuali- 
sation (section 6). The main advantage is the large robustness of these sensors as 
well as the fact, that they can work in electrically non-conducting liquids, where the 
similarly fast wire-mesh sensors cannot be used. The experience has shown, that 
the sensors still have to be improved, especially conceming the accuracy and the 
stability of operation. We believe that there is large areas of possible applications in 
nuclear and chemical industries as well as in the field of research. 
The project failed in creating a tomographic sensor based on the non-intrusive ultra- 
sonic through-transmission technique. The non-intrusive wave-guide sensors (section 
5) developed have several positive properties achieved by innovative approaches, 
such as high transfer of ultrasound energy through the measuring object despite of 
using wave-guides. The application of wave-guides allows to perform measurements 
on hot pipes. Wnfortunately, the dependency of the through-transmission amplitude 
from the void fraction is very non-linear and the signal quality is poor. In the present 
stage of the development, the sensors can rather be used for a qualitative gas re- 
spectivety levet detection than for void fraction measurements. In case of void frac- 
tions above 10-12 % it is practically not possible to receive valuable signals. It is ex- 
pected that the use of a new type of high-frequency wave-guide could solve this 
problem in the future. This type of wave-guide was tested on a liquid sodium loop for 
velocity measurements in single-phase flow (section 4). 
The wave-guide density sensor described in chapter 2 requires further development 
of the electronic circuitry. lt was successfully demonstrated that it is able to measure 
densities of single-phase liquids. Due to the small changes of the time delay, which 
have to be measured with a high resolution, satisfactory accuracy can be achieved 
onty by a high-speed signai acquisition, the creation of which remained a task for the 
future. 
Summarising, the project has succeeded in a significant Progress in the field of intru- 
sive Wo-phase flow instrumentation. The main innovation was achieved by the de- 
velopment d the ultrasonic mesh sensor, the resoluting capability of Wich is compa- 
rable to methods ike electrical wire-mesh Sensors and ultra-fast X-ray tomography, 
while the device itsetf is robust and tow expensive. 
Appendix A 
MTLoop - the No-phase flow test facility of FZR 
MTLoop was constructed in 1995 as a test facility for the test and the development 
of two-phase flow instrumentation. It was used, for example, to develop non-intrusive 
ultrasonic methods based on pattem recognition techniques [Al, A2], for the 
assessment of the accuracy of needle shaped conductivity probes [A3], for the 
development of the electrical wire-mesh sensors (see appendix B) [A3]. In the frame 
of a research project funded by the Federal Ministry of Economy (BMWi), the facility 
is used to study transient two-phase flow in vertical pipes. 
The test loop has two experimental test sections, a 3500 mm high vertical test 
section and a 1000 mm long horizontal test section. In both cases, the inner pipe 
diameter is 51.2 mm. There are 1700 mm long segments of 29 and 81 mm inner 
diameter, which can be flanged into the vertical test section. The test sections as 
well as all other main components of the loop are manufactured from stainless steel. 
Flange connections in many positions make it possible to vary the position of 
measuring devices and the sensors to be investigated. In case of low-pressure 
operation, glass windows can be flanged into the loop for visual observations. 
The loop (Fig. Al) can be operated either with an air-water or a steam-water 
mixture. For the air-water regime, the facility is quipped with four air flow meters 
covering the region of superficial air velocities from 0 - 12 mk with the accuracy 
given in Fig. A2. The air is injected by one of three injection devices: (A) a set of 19 
capillaries with an inner diameter of 0.8 mm, equally distributed over the pipe Cross 
section, (B) 36 orifices of 1 mm diameter in the pipe wall, equally distributed over the 
perimeter, and (C) 8 orifices of 4 mm diameter in the pipe wall, also equally 
distributed over the perimeter. The air injection is located in the iower patt of the 
vertical test section. It is also flanged into the pipe, so that the position can be 
changed. Another air injection device is placed at the inlet of the horizontal test 
section. 
For the steam-water mode, the loop is equipped with an electrical heater of a 
maximum power of 20 kW. The heater rods are pressed to the wall of the lower pipe 
section of the vertical test channel from outside. The loop can be operated at a 
maximum pressure of 25 bar (2.5 MPa) and a maximum temperature of 225 "C. In 
the downcomer tube of the loop, heat exchanger tubes are installed for cooling the 
flow. They are connected with a cooling loop equipped with its own circulation pump 
and an air cooler outside the building. In case of air-water operation, the heaters and 
the cooling system are also used to keep the temperature on the desird fevel during 
the experiments. 
The water flow is generated by a circulation pump, the revolutions of Wich are 
controlled by a frequency converter unit. The fiow rate is measumd by an uttrasonic 
flow meter and controlled by changing the pump power supply frequancy and by a 
by-pass valve. The superficial water velocity can be varied in the range fmm O to 4 
rnls. It is measured with the accuracy given in Fig. A3. 
In the upper part, a cyctone Separator is used to remove the gas respectiv@ly the 
steam before the fluid enters the downcomer pipe. Th@ separabr vrjssei is equipped 
with a level gauge and the safety valve of the facility. Beside the mentioned flow 
meters and the level gauge, the facility has several thermocouples, pressure and 
differential pressure transducers. For void fraction calibration purposes, a gamma 
densitometer with a Cs-137 source (13 mCi) is available. Furthermore, LDA, PDPA 
and extensive video equipment can be used for measurements. 
air wtlet 
design parameters: 
' PsZ.5 MPa W-, , = 4 mls 
r-i wateri air orvapwr wAig = 14 mls 
dffiulatidn pump 
I 
superfiial air velocity [mk] --+ 
Fg. A2 Accuracy of the air flow control of MTLoop 
P -  
I 
0.01 0.1 1 i- 
superficial water velocity [dsJ * 
F@. A2 Accuracy of the water flow contrrJI of MXoolp 
References 
H.-M. Prasser, P. Schütz, N. Kossok: Berührungslose Detsktion der Struktur 
und Messung ausgewählter Parameter von Zweiphasensttmungis3n durch 
Mustererkennungsvetfahren unter Verwendung von OBrasd-irati aIs Mess- 
sonde, BMBF-Vorhaben 1500967, Bericht FZR-203, Noverntirtr 1997. 
Prasser, H.-M., Hensei, F., Schütz, P.: Ultrasonic two-.phas&t flow m a s w  
ements based on pattem recognition techniques, PrwEiFHJings af tke XlH 
IMEKO world congress, Torino, 5-9 September 1994, voi. 2, pp. 4 112-1 1 17 
H.-M. Prasser, A. Bottger, J. Zschau: Entwicklung von Zwiphassnmess- 
technik fUr vergleichende Untersuchungen zur Eiaschreibung von transisnten 
Strömungen in Rohrleitungen, Attschlußbsdcht FZR- 233 rum 
Vorhaben 1 1 ZF95O#I, August 1 998. 
Appendix B 
Electrical wire-mesh Sensors developed by FZR 
B1 State of the art 
A wire-mesh sensor for measuring the volumetric fraction of water in crude oil was 
first proposed by Johnson [BI]. TWO planes of wire grids are placed into the flow in a 
short distance from each other. The angle between the wires of both grids is 90 deg. 
The wires of the first plane (transmitter plane) were supplied with pulses of a driving 
voltage. lf the pulse, given to one of the transmitter wires, arrived at a certain wire of 
the second plane (receiver plane), it was assumed that the crossing point between 
the two selected wires was occupied by the conducting phase (water). This detection 
was performed for all crossing points of wires of the two planes by means of two 
multiplex circuits. The resulting binary information was evaluated by a Counter 
circuit. In the end, the average volumetric fraction of the conducting phase was 
obtained by relating the number of crossing points occupied with water to the total 
number of crossing points. 
A successful application of a wire-mesh sensor to a fast measurement of gas 
fraction distributions was presented by Reinecke et al. [B2]. The device consists of 
three planes of 29 thin wires each (diameter 0.1 mm). The wires of two successive 
planes are forming an angle of 60 deg. By measuring the impedance between all 
pairs of adjacent wires belonging to the Same plane, a projection of the conductivity 
distribution along the direction of the wires is recorded. The impedance 
measurement is carried out with altemating current of high frequency (1 MHz) and 
the sampling of the individual pairs of electrodes is perforrned by a multiplex unit. 
This operation is performed for all three planes. In the result, three independent 
projections are obtained, which are afterwards transformed into the conductivity 
distribution within the cross section where the sensor is placed. The distribution is 
interpreted as the void fraction distribution. The system offers an imaging rate of 112 
frames per second. The spatial resolution of the images equals the distance 
between two adjacent wires. Related to the cross section, this means 1000 pixels. 
The transformation into the image has to be performed by applying tomographic 
irnage reconstruction algorithms. This is the main disadvantage of that solution. The 
conductivity measurement provides a total oif 3 X (29-1) = 84 linearly independent 
values of average conductivities along the projecting lines. In the Same time, images 
of the mentioned 1000 pixels are reconstructed. The system of equations to be 
solved for the image reconstruction is therefore highly underdetermined. The 
sofution is stabilized by additional a-prioty knowledge, for example: the local 
conductivity musi bs in the interval between the conductivities of the gas and the 
liquid. Nevertheless, the image reconstruction cannot a-priorily be taken to be free of 
artefacts. Another disadvantage is high numerical efforts for the iterative image 
reconstruction algorithm, vvtiich are very time consuming. 
The airn of the presented work was tu devalop an electrode mesh device ior fast 
cross-section imaging without ihe need of time consuming and inaccurate image 
rt3canstruction procedures. Further, special emphasis was given to a stable sensor 
design for hostile conditions in industrial facilities. 
B2 Conception of the FZR device 
The idea was to use a sensor similar to the one described in [BI], with a completely 
new signal acquisition technique [B3]. One plane of electrodes is used as 
transmitter, the other as receiver plane. A simplified scheme of the device is shown 
in Fig. B i .  During the measuring cycle, the transmitter electrodes are activated by a 
multiplex circuit in a successive order. The multiplex procedure is realised by closing 
one of the switches SI - S4. 
The data acquisition for the imaging is achieved by replacing the binary signal 
integration of [BI] by an evaluation of the analogue current signals from the receiver 
electrodes. The currents are transformed into voltages by operational amplifiers and 
sampled by individual samplelhold circuits. After an analogueldigital conversion the 
signals are recorded by a data acquisition Computer connected to AD converters and 
stored for each receiver electrode separately. This procedure is repeated for all 
transmitter electrodes. In this way the distribution of the electrical conductivity over 
the Cross section occupied by the sensor is obtained row by row. After the last 
transmitter electrode has been activated, a two-dimensional matrix of values of 
current is available that reflects the conductivities between all crossing points of the 
electrodes of the two perpendicular planes. 
rece~er electrodes 
F&. B1 Simplified scheme of wire-mesh sensor and sbnal acquisition unA 
B3 Pulse modulated driving voltage 
The conductivity measurement must not be carried out with direct current, bwailse 
electrolysis would cause significant measuring errors and, perhaps, may destroy ths 
sensor. Conductometers, for example, usually apply a sinusoidal atternating voltage. 
Any changes of the conductivity of the fluid are causing a mdulation of the sensos 
current. The instantaneous amplitude carrying the information a k u t  the cdnductivity 
is derived by demodulating the signal. The demodulation requires a frequency of the 
supply voltage that is significantly higher than the desired measuring rate. 
In order to overcome these difficulties, we use a rectangular pulse to drive the 
transmitter electrodes. The pulse has a positive and a negative period of the same 
length and the same absolute amplitude. In this way, the driving voltage is free of 
any DC components. The excitation of a transmitter electrode results in the 
appearance of a received electrical current showing a transient behaviour, which is 
caused by the capacitance of the electrodes, the ion layers in the liquid, and the 
cables. Instead of a traditional demodulation, the current is sampled after the 
transient has settled down. This is achieved by triggering the samplelhold circuit 
(WH), after the steady state has been established. In the result, the sampled signal 
reflects the real (i.e. DC) component of the current, that is proportional to the degree 
to which the area around the crossing point between transmitter and receiver wire is 
covered with the conducting phase. 
B4 Suppression of cross talk 
Despite of arriving at the receiver electrodes, the major Part of the driving current, 
flows from the instantaneously activated transmitter wire to the neighbouring parallel 
wires, which are at this time not supplied by the driving voltage. Cross talk may 
happen, when this fraction of current leads to a departure from Zero of the potential 
at these not activated transmitter electrodes. In the consequence, there will be a 
current to the receiver electrodes from these neighbouring transmitter electrodes, 
too. The same happens, when the potential of receiver electrodes departs from Zero 
due to the current arriving from the active transmitter electrode. In this case, there 
will be a current between parallel receiver electrodes. In both cases, the mentioned 
parasitic currents falsify the result. The main consequence is blurring (loss of spatial 
resolution) of the acquired images. 
For preventing the cross talk both the outputs of the transmitter drivers and the 
receiver inputs were designed with an impedance, significantly lower than the 
impedance of the fluid. This guarantees that the potential of all transmitter and 
receiver electrodes cannot depart from zero, except that one of the instantaneously 
activated transmitter electrode. In the result, there is no driving potential difference 
for any electrical current between parallel receiver electrodes or between the not 
activated transmitter electrodes and the receiver electrodes and the spatial 
resolution of the sensor is identical with the pitch of the electrode wires. 
B5 Sensor design 
The sensor consists of Wo planes of wire grids with 16 wires of a diameter of 0.12 
mm each (Fig. B2). The wires are equally dilstributed over the diameter, the pitch in 
both directions is 3 mm. The distance between the tvvo planes is 1.5 mm. In total the 
sensor disposes of 16 X 16 = 256 cross points. 224 of them are situated inside the 
circular cross section, the rest is not used. 
- top view sectional view A - A 
receiver 
wires 
Fg. B2 Wire-mesh sensor with 16 X 16 measuring points for a 51.2 mm tube 
B6 Data acquisition unit 
Two different signal acquisition units were developed. The first one has a maximum 
measuring rate of 1200 frames per second. It is closely linked to a data acquisition 
PC, Wich takes over the control of the measuring process. The unit itseif does not 
dispose of neither a processor nor a memory block. In order to be able to optimal& 
adapt the signal acquisition unit to the different Sensors, a modular structure was 
chosen. One sensor module is designed for driving 16 transmitter and 16 receiver 
electrodes. It includes the square-pulse generator, transmitter excitation amplifiers, 
input pre-amplifiers, Sample & Hold circuits and AD converters. If, for example, a 
sensor with 32 pairs of electrodes has to be operated, two of these modules must be 
coupled. In this case, both sensor modules are connected to a single control module 
that generates the time sequence control signals and eontrols the data transfer to 
the data acquisition PC. 
A control module implements communication with the data acquisition PC and ihe 
time sequence control of the measurement. The necessary logical circujts are 
contained in a device-specific FPGA (Freely Programmable Gate Array). For the 
data communication a parallel interface to the ISA bus of the PC with a bus width of 
16 bit is used. A special interface card was developed, Mich  has to be placed into 
the PC. The interface card is linked with the signal acquisition unit of the wirrt-msh 
sensor over an approximately 3 m long cable. 
For an increase of the measuring rate from 1200 frameds to the desired 10 lXfO Hz, 
a second type of signal acquisition unit was developed [Be]. It was necessary to 
decrease the build-up time of the preamplifiers and to speed-up tha data transfer 
from the signal acquisition unit to the data acquisition PC. It turned out, that Ae high 
quantity of data produced at 10 000 frames per second cannot be tmnsferred on- 
line. In the consequence, the data acquisition modute was equipped witti an o m  
memory unit. This led to a completely new conception with the following 
modifications compared to the first device version. Main difference is the introduction 
of a DSP (digital signal processor) for the autonomous control of the entire signal 
acquisition procedure. The measured data (up to 170.000 frames) are stored in a 
buffer memory controlled by the DSP. The data transfer between signal acquisition 
unit and data acquisition PC is carried out via an Ethernet interface. Ethemet is a 
non-expensive interface for bridging large distances with quite good rates. 
Furthermore, the PC has not to be equipped with any special hardware but a 
standard network card. The transmission is done in blocks of 240 measuring values, 
using TCPIIP and the UDP protocol. On the analogue side, the sixteen output 
cascades driving the transmitter electrodes and the current-to-voltage converter 
cascades of the preamplifiers were put into separate functional units, which are 
directly plugged to the connectors of the sensor. The cables carry pre-amplified 
signals, which helps to reduce noise and to decrease the transient time of the 
amplifiers. 
The reference measurements in the frame of the present project were carried out 
with the wire-mesh sensor of the first generation, i.e. the maximum time resolution 
was 1200 frames per second. In some of the tests, the measuring frequency was 
decreased in order to work with an integer multiple of the measuring frequency of 
the ultrasonic mesh sensor. 
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Appendix C 
Description of the needle-shaped void probes 
C1 Measuring principle 
The local void fraction measurement is based on a local detection of the 
instantaneous electrical conductivity of the fluid. Each needle probe consists of a 
thin electrode wire, which is insulated by a small ceramic tube. At its end it is in 
contact with the fluid. The electrode is supplied with a small voltage. When the liquid 
phase is covering the tip of the probe, an electriial current is flowing from the tip 
towards the counter electrode, which is formed by the metallic protection tube of the 
probe or by the walls of the test equipment. This current is sampled with a certain 
rate. Any gas bubble coming in contact with the probe interrupt the current. In the 
result, the primary signal shows characteristic bubble pulses, Fig. Cl. 
The signal acquisition system performs an analysis of the signal. For a given 
measuring period t„ the maximum I„ and the minimum Imin of the raw signal is 
found. From this, a discrimination level is determined, which is used to binarise the 
raw signal. The level is defined as 65 % of the electrical current characteristic for the 
contact of the probe tip with the conducting liquid phase. It is calculated from the 
extreme values as follows: 
Were O is the threshold ratio. The binarisation is carried out by comparing ths 
current value of the signal with the discrimination level. This resutts in a binary 
information b(t), which is set to 1 when the signal is below the Ievel, i.e. whlen the 
decrease of the probe current has reached 35 % of the total signal amplitude (Fig. 
Cl). 
bubble 
Fig. C1 Principle of function of needle-shaped conductivity probes 
It is interpreted as presence of the gas phase at the probe tip. By means of counting 
pulses of a timer unit, the integral time of gas contact within the measuring period is 
obtained. Finally, the local void fraction is calculated by relating the total contact time 
to the measuring period: 
Void fraction values averaged over the measuring period according to eq. (2) are 
generated with a rate which is equal to the measuring period. In case of the given 
measuring system, the masuring period is t„, = 1 s. Due to the fact the slopes of 
the probe current signal are inclined, the choice of the threshold influences the 
measuring result. The closer the threshold is chosen to the signal level characteristic 
for liquid, the higher is the measured void fraction. In order to provide information to 
assess this influence, a second threshold is introduced: 
With this threshold ratio, a second void fraction is determined similar to the signal 
evaluation shown in Fig. Cl: 
It always holds that o(ss U. The difference between these two results can be used 
to assess the measuring error caused by the slopes of the signal. Usually, it is 
assumed that the threshold, which is closer to the signal level characteristic for the 
liquid phase (IL35), delivers better results. 
Additionally to the deterrnination of time-averaged local void fractions, the signal 
acquisition unit stores an information about each individual phase change. For this 
purpose, a counter variable is increased at each sampling action. In the following 
cases an entry is made into a buffer memory together with storing the current value 
of this counter (clock): (1) when the probe current becomes less than Im (signal 
changes to "gas/steamU), (2) when the probe current becomes greater than 
(signal changes to 'liquid'). These entries can be used to obtain advanced 
information about the ftow structure. The difference between both thresholds is 
playing the role of a hysteresis band, vvhich prevents the generation of false phase 
change entries caused by signal fluctuations (noise), when the signal is crossing the 
threshold level. 
The signal evaluation according to Fig. C1 is carried out digitaily in the signal 
acquisition unit. The raw probe current is transformed into a voltage by analogue 
input cascades with logarithmic characteristics. The resulting voltage is sampled with 
a frequency of 81 92 Hz by a 12 bit ADC. The AD result is an integer number in the 
range between 0 and 4095. In one measuring period are therefore recorded 8192 
AD results, Mich are stored in a buffer. It corresponds to the input voltage of the 
ADC in [mV], because the reverence voitage is 4.095 V. 
Where 10 and CI, are constants characterising the logarithmic amplifier. Due to the 
logarithmic characteristic of the analogue cascades, the threshold must also be 
converted into a logarithmic value. 
U, U, - U, 
U„, = C, . ln(e '* - O. (e - e ) with 8 = 0.35 = 35 % (6) 
and for the 65 % threshold respectively: 
u m  U, - U, 
UL„=C,.ln(ech - 0 - ( e C h  - e C h )  with 0=0.65=65% 
With these voltage thresholds, the discrimination of the AD results (eq. 5) is identical 
to the discrimination of the probe current by the probe threshold defined in eq. (1) 
and (3). 
Umin and Um, are obtained from the stored AD resutts by a digital peak detection 
procedure. The raw signal U is low-passed by a digital fitter with a time constant of 
4 ms before the peak detection in order to suppress the influence of signal noise to 
the peak values. 
C2 Probe assembly 
The assembly consists of 8 needle-shaped conductivity probes. The probes were 
placed into the vertical test section of MTLoop in a way, that their sensitive tips were 
located at the same elevation but on different radial postions. For this purpose, the 
probes were put into a cone-shaped support with 8 tapholes equally distributed over 
the perimeter. The angle between the ~robes and the flow direction was 45 deg. 
~ a b i e  C1 gives the anses and the radiaipositions of the probes: 
Table C1 Needle probe CO-ordinates in MTLoop 
A view of the probe assembly is shown in Fig. C2. Probe 1 turned out to be not 
available during the measurements with the ultrasonic mesh sensor, because the 
insulation resistance of this probe was too low. 
C3 Assessment of the accuracy of the probes 
The accuracy was assessed by comparing the readings of the probes wi& an 
integral void fraction measurement using a gamma-densitometer. The 
measurements were carried out 
with the set of 8 needle probes in 
the regime of an air-water flow in 
the following range of superficial 
velocities: 0 < JAir C 12 m/s, 0 < 
Jwdw < 4 rnk. The reference 
gamma-densitometer was 
equipped with a Cs-137 source 
of 4.810~ Bq (13 mCi). It is 
shown in Fig. C3. The part of the 
vertical test section with probes, 
ultrasonic mesh Sensor and 
gamma-device is shown in Fig. 
C4. 
Since the gamma-device delivers 
void fractions averaged over the 
gamma beam, the comparison 
with the probes was carried out 
on the basis of a calculated Iine 
average of the local void 
fractions measured by the 
probes. It was found that the 
probes underestimate the void 
fraction by a maximum absolute 
deviation of 10 % at void 
fractions around 50 %, Fig. C5. 
Fg. C2 Assembiy of needle-shaped 
conductivd'y probes at MTLoop 
F@. C3 Gamma-Densitometer at MTioop 
76 
Fg. C4 Upper patt of the vettkal test section of MTLoop 
Comparison between needle-shaped void probes and a gammit- 
densitometer 
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